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In this Issue 

HP's next generation of computers is now under development, with first 

I product introductions expected some time in 1986 The code name given to 

I this development project is Spectrum, because the new computer fine will 

I include a spectrum of models ranging from desktop workstations to main- 

I frame-class machines, all based on the same architecture. Our cover repeats 

I the Spectrum theme, and tn the article on page 4. Joet Bfrnbaum and Bill 

taMV I Woriey introduce us to the baste principles of the new architecture and tell 

I us what HP hopes to accomplish with it. Their article describes the new 

I architectures definition at HP Laboratories, a process that involved analyzing 

billions of instruction executions to determine the optimal instruction set for the new machines. 

Although the new architecture fits loosely within the class known as reduced instruction set 

computers, or RISCs, it also takes full advantage of VLSI (very large-scale integration) and new 

software technology, it does not. however, depend on any particular circuit technology, so instead 

of being rendered obsolete by the inevitable development of new circuit technologies in the future, 

it wiil allow designers to exploit new technologies for further performance gains. The first computers 

of the new generation will extend the high end of the present HP 3000 business computer and 

HP 1000 real-time computer lines. For HP customers, migration to the new models is expected 

to be simple. Existing HP 3000 software should run unmodified at about present speeds, or can 

be recompiled or further modified to improve performance. HP 1000 software will transport to the 

new machines using specially developed utilities and emulation capabilities. 

Having glimpsed the future of HP computers, we turn to the state of the art in instruments. On 
pages 1 1 to 29. the designers of the HP 3326A Two-Channel Synthesizer describe its contributions 
to the measurement art. Sources of sine, square, and pulse waveforms are basic test instruments, 
and the HP 3326A provides two of them, both operating in the frequency range of dc to 13 
megahertz A major contribution is an internal phase calibrator that precisely defines the phase 
relationship between the two outputs, eliminating the need for extra equipment to do this. The 
same phase calibration capability can be used to set the phase relationships between the outputs 
of several HP 3326As to provide multiphase signals for testing guidance systems or phased array 
radars, with no extra equipment required. The two HP 3326A outputs can be used separately or 
added together, or one can modulate the other's amplitude or phase. An unusual feature is 
discrete sweep, up to 63 frequencies produced in any user-selected random order with indepen- 
dently programmable dwell times before switching to the next frequency. The HP 3326A uses 
HP's fractional-N frequency synthesis technique, as described in the article on page 11. The 
design requires down-conversion of a reference frequency source, and in the article on page 25, 
project manager Bill Spaulding describes how the challenge of designing a high-level active mixer 
for the down-converter was met successfully. 

HP's Semiconductor Productivity Network is a family of products, primarily software, intended 
to automate and tie together the various steps in the making of integrated circuit chips. Last 
month's issue described the process control module. PC- 10. On page 30, Reed White tells us 
about TC-10, the module that addresses the problem of acquiring data from equipment designed 
by many different manufacturers without detailed standards for data format and message content. 
The design of the module required a touch of prophecy to predict which way standards might go, 
and a willingness to risk taking a stand on which way they ought to go. 

-ft. P. Dolan 



What's Ahead 

In September, the spotlight will be on HP medical instruments and computers, as HP designers 
describe the HP 4760 family of intelligent cardiographs and the HP 3000 Series 37 Computer, 
the smallest and lowest-cost full-size HP 3000. 
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Beyond RISC: High-Precision Architecture 

An introduction to scaling, complexity, and HP's new 
computer architecture. 

by Joel S. Birnbaum and William S, Worley, Jr. 



THE BRITISH GENETICIST J. B. S. Haldane once re- 
marked that nature is not capricious about either the 
size cjr the complexity of its creations, For every crea- 
ture there is a most convenient size, and a large change in size 
inevitably carries with it a change of form. Consider a typical 
small animal, say a microscopic worm, which breathes by 
diffusion through its smooth skin, absorbs food by osmosis 
through its straight gut and excretes by means of a simple 
kidney. If the worm's dimensions are increased tenfold in 
each direction, then through simple scaling law r s T which 
relate surface area to I he square of linear dimension and 
volume to the cube, the creature's volume (that is, its weight I 
is increased a thousand times. This means that if the new 
larger creature is to function as efficiently as its miniature 
counterpart, it will need a thousand limes as much food 
and oxygen per day* and it will excrete a I ho u sand times 
as much waste. However, if its shape b unaltered, the scal- 
ing laws dictate that the surface of the skin, intestine, and 
kidney will be increased only a hundredfold. Thus, a natur- 
al limit to the size of simple creatures is soon reached. For 
larger animals, the ratio of surface area to volume is altered 
by the creation of special, more complicated structures, 
such as lungs, gills, and coiled, rough-surfaced intestines. 
A man, for example, has I he equivalent of 100 square yards 
of lung. We are led to the surprising conclusion that the 
higher animals are not larger than the lower because they 
are more complicated, but that they are more complex be- 
cause they are larger, Nature does not complicate its crea- 
tions unnecessarily, and it is a general rule of biological 
adaptation thai function and form are closely related. 

Man is not nearly so consistent as nature in controlling 
the complexity of his creations, and in the case of the digital 
computer may have complicated it unnecessarily, Albert 
Einstein once said that things should be made as simple 
as possible, but not simpler; this suggests that for a given 
size (he,, performance) computer, there will be a commen- 
surate level of complexity (he, h concurrency). If a computer 
architecture is intended to define a scalable family of 
machines, then it follows that it must include provision 
for the hardware, software, and system organization com- 
promises that are inevitably involved when the architecture 
is implemented. 

Computer architecture and implementation are quite 
analogous to building architecture and construction. An 
architect designs a building to achieve a certain balance $ 
aesthetics and function; it is up to the construction en- 
gineers to realize this concept subject to the structural in- 
tegrity of materials and the laws of physics. Similarly, com- 
puter architects must make design decisions to achieve the 
goal of performing useful work within a set of constraints 
imposed by product size, range, cost, and usability* Hard- 



ware and software engineers must then translate this ar- 
chitecture into viable implementations, but unfortunately 
no comprehensive theory of computation guides their 
trade-offs, Modern computers are often the result of od hoc 
decisions by these engineers, and tradition has frequently 
played too large a role. 

In 1981, a group of architects and engineers at Hewlett- 
Packard Laboratories, with help from representatives of 
HP's computer divisions, began a series of precision mea- 
snnMuiTits i thou I computational behavior under a wide 
range of execution scenarios so that these trade-offs could 
be made more knowledgeably, The results of those studies 
led, through a process of iterative optimization, to the 
specification of an unconventional computer architecture, 
which defines a unified family of scalable computers offer- 
ing significant cost/performance advantages over more 
traditional designs. Refinements by engineers in HP's prod- 
uct divisions followed, and ensuing implementations of 
this architecture have verified its potential over a broad 
range of size and function, This paper will discuss the 
design objectives and some of the basic principles of the 
architecture, emphasizing departures from orthodoxy. It 
will serve as an introduction to later papers which will 
present detailed treatments of the architecture, engineering 
level discussions of some implementations, and the results 
of performance analyses. 

Design Objectives and Basic Principles 

The program to develop implementations of the new 
architecture is code-named Spectrum. From the outset, the 
objective lor the Spectrum program was to develop a micro- 
computer and minicomputer family With scalable cost and 
performance across the full range of product sizes and ap- 
plication areas then addressed by all existing Hewlett-Pack- 
ard computer products. This task was further tempered by 
a very important overriding constraint: the new architec- 
ture must provide a smooth application migration path 
from all of these existing products. It is this albatross of 
compatibility that lias usually prevented computer man- 
ufacturers from unifying iheir disparate product lines, for 
the cost of recoding applications is usually loo great to be 
borne, and designs that compromise the specific require- 
ments of technical, commercial, and real-time applications 
for the benefit of uniformity usually suffer degraded perfor- 
mance when compared with specifically opt imized machines, 

As a design objective* however, such a scalable unified 
architecture offers many incentives. If subsystem and 
peripheral interfaces can be consistent across family mem- 
hers and application domains, then the development effort 
for the family will be greatly reduced, as will the cost of 
maintenance and modification of both the hardware and 
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Architecture Genealogy 



The first von Neumann compute ; 
hardv. 

imposed s"' :s on their cot : : as a result 

they had very few rec 

ry speed were in approximate daiance When vacuun 
gave A \ -stale 0£i nr>e and power drofzi 

two orders o! magnitude and fog ic speed increased by an order 
of magnitude This led to a serious imoaiance oetween logic and 
memory speeds The response of designers was the microcoded 
machine (Fig to) Such a machine exploits the speed imbalance 
between logic and mam memory to reduce the real logic 
machine by substituting a microcoded interpreter, running out 
of a small, fast control store, for the mlsstng hardware More 
significantly, however, this destgn removes the physical con- 
straint on architectural complexity, since the architecture isnow 
a function of software (firmware) in the control store, 



Control J 
Unit 









e the microcoded machine dsd not address the central 

problem, which was stow memory access, the Sfluation was ripe 

: invention of an etk lory buffering mechanism 

as a cache (Fig 1c) which provides (almost) the access 

speed of a small memory with the capacity of a large, slower 

The success of cache designs and the lights provided by 
studying the instruction traces collected to aid in their design 
led to the proposed design shown in Fig 1 d, which provides all 
the data memory bandwidth of a cache design without the over- 
head of instruction interpretation 

The new HP architecture that -s now the basis of the Spectrum 
program is an optimized case of Fig. 1d in which the data path 
complexity has been minimized to reduce cycle time and instruc- 
tion coding has been tuned to prevent significant code size ex- 
pansion 
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Fig, 1 . Computer architecture types: {a} von Neumann (b) microcoded fcj cache (d) proposed 



tin software. There are concomitant customer at] vantages 
in terms of gosI ui ownership, flexibility of configuration, 
and modularity, particularly in networks, where the same 
Code can now run tin workstations, network servers, and 
limeshared distributed mainframes. The challenge is to 
create a i.tJiiimoii, simple cure, which can ho incrementally 
enhanced by the addition of fund itmal I y specific structures 
for particular application execution environments. At the 
outset, we established and have adhered to three design 
doctri 

■ The architecture must support essentially all systems 
and applh ations programming being done in high-level 
languages 

■ The architecture must scale in a technology- independent 
and implementation-independent way, 

■ It must be able to support the efficient emulation of or 
migration from previous architectures including their 
I/O subsystems. 

In many ways, the new HP architecture is an architecture 
determined trom the point of view of the software it must 
run. It was designed by a team of hardware and soft wart* 
engineers who sat side by side during all phases of its 
design-. It falls roughl) Into the class of what have come to 
he known as reduced instruction set computers, or RISC 
n i. ii liines. In many ways, as we hill see. the term RISC 
is liniorlunale, since a reduced instruct imi set Is not the 



goal! and is. in fact, only one part of the story, It does no 
goodi for example, to build an engine capable of rapid 
execution if it qantoot efficiently support a large virtual 
address space, or if it is idle much of lire time waiting for 
information to arrive imm the storage subsystem, or if 
execution Is blft ked D y contention with the Input/output 
mechanisms, ft is crucially important to consider the stor- 
age hierarchy and the input/output subsystems as integral 
to any system design, for it is the taste with which these 
elements are combined that determines performance at the 
system throughput level and that further determines the 
effectiveness with which specific instantiations of the ar- 
chitecture can be optimized. 

In many ways, RISC machines in general and HP's new 
architecture in particular appear to fly In the face of conven- 
tional wisdom about computer design* Many of the conven- 
tional axioms were formulated in the pre- VLSI era h and at 
B time when software technology, partii u Lilly that of con- 
trol programs and compilers, was far less sophisticated 
lhan it is today. Rethinking of fundamental assumptions 
has often been curtailed by the need for < oinpatibiiity with 
an installed product base. HP's new architecture is the 
result of a reexamination of these assumptions, aided by 
extensive and precise measurements, in the light of the 
capabilities of modern integrated circuits and systems soft- 
WStre, To highlight different $& the major design principles 
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will be presented as a series of paradoxical assertions. 

Paradoxical Assertions 

An architecture hosed on o primitive hardwired in- 
struction set, constrained to permit implementations 
that eon execute most instruct f on s in a single cycle t 
can lend in better cosVperformance than a more com- 
plex nu'f -ui\:nde-btisvd urchitet Uuf. 

For many years, the principal limitation to the growth 
of computing has been the extremely poor productive 
software application development. In fact, at least two 
thirds of the world's programmers are still involved in the 
maintenance and modification of old code, Therefore, it is 
not surprising that computer architects J or nuiny years have 
sought lo raise the level of abstraction for I he creatine qj 
both systems and applications programs, since program- 
ming in high-level languages has been shewn lo improve 
productivity in both the creatine ami the mainlenance 
phases. 

The principal architectural trend of the 1970s was to 
take advantage of the rapidly decreasing costs of hardware, 
brought about by increased chip densities, by implement- 
ing in hardware as high-level an interface for I he instruction 
set as possible. The most common way ol* achieving this 
was through microcode interpretation of the architected 
instructions into the fundamental machine level. The justi- 
fication for the microcode was often given in terms of 
greater performance, but in fact, this performance de- 
pended mostly on the microcode's being resident in high- 
performance control store.* The effectiveness of this 
scheme is then dependent upon the ability of the system 
architects to guess in advance which instructions can most 
benefit from being resident in the control store, In fact, a 
second advantage of microcode was probably more respon- 
sible for its pervasive use: system development modifica- 
tions and tuning could now be clone through micropro- 
gramming rather than hardware redesign, purportedly im- 
proving development costs and schedules because of the 
enhanced flexibility. For many machines in the inter- 
mediate (supermini) class, the microcode became large and 
complex because the architects relegated many compli- 
cated decisions relating to the specific execution environ- 
ments to this interpreter. 

During the mid-70s> far less intrusive and more precise 
performance measurements than had been possible before 
began to be made in a variety of university and industrial 
laboratories. Through the mechanism of instruction tracing 
across a wide variety of workloads, these measurements 
brought a new level of understanding of what was actually 
going on inside the computer execution units. It was dis- 
covered that the simple instructions, such as branch, load. 
store, and add, dominated the instruction execution fre- 
quencies and that the complex instructions were seldom 
used. The justification for executing such simple instruc- 
tions interpret] vely in microcode is difficult, since a sev- 
eral-cycle performance penalty is usually exacted, 

'The physical density at RAW >n the 1370s was much tower man that of ROM. lea 
\OWS speeds lor RAM Enan tor ROM Similarly inttfeitzsftOjfl reiresh and conlfGfi ware easier 
tor ROM and ratability was better 



These observations led to a new breed of machine which 
had .1 reduced number of primitive hardwired instruc- 
tions — the ones dial were executed most frequently — 
which could be constrained to execute in a single cycle 
(with the exception, of course, of instructions that must 
access storage, such as loads and branches). 

The Spectrum program design team at HP Laboratories 
analyzed billions of instruction executions and used the 
results to create an instruction set in which the most fre- 
quently used instructions are implemented directly in 
hardware. While the early literature on so-called reduced 
instruction set computers tended to emphasize the distinc- 
tion between micrnended and hardwired instructions, an 
equally important characteristic of the new HP architecture 
is \\u\\ Its designers have invested in high-speed general- 
purpose registers instead of microcode. A computer whose 
highest (fastest) level of the storage hierarchy is general- 
purpose roisters has several advantages. The obvious one 
is thai re^ister-to-reglster instructions are intrinsically fast- 
er than those requiring storage access. Another is that mod- 
ern compilers can analyze data and control flows and I an 
thus allocate registers efficiently. The reuse of information 
held in registers is enhanced dramatically, in most in- 
stances producing shorter total path lengths and far fewer 
storage accesses, Yet another advantage of simple register- 
based instruction sels is that computations can often be 
broken tnlo independent portions, which frequently per- 
mits greater overlap between the processing units and the 
storage hierarchy. 

Modern computers typically have an execution pipeline 
which permits new instructions to be begun before prior 
ones are completed. MPs new architecture acknowledges 
this reality by making characteristics of the pipeline ar- 
chitecturally visible; delayed branches and loads are two 
consequences that will be discussed later. The effect is that 
an instruction can be executed almost every cycle. The 
pipeline can be relatively simple, because advances in com- 
piler technology enable the clever scheduling of instruc- 
tions to take advantage oi cycles that would otherwise be 
Mir. 




Fig. 1- The new HP architecture provt des for up to 2& distinct 
virtual address spaces, each up to 2 32 bytes long. Implemen- 
tations may Itmit the number of virtual spaces to zero (real 
addressing onty), 2' 6 , or the full 2** 
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Some complex microcode- based machines have writable 
control store to permit different complex instruction execu- 
tion environments to be created to match the task at hand. 
This has proven, in general, a very complicated task, and 
very few end users have availed themselves of this capabil- 
ity In one sense, trie new HP architecture can he thought 
of as having no microcode, but it is equally valid to consider 
it as having only microcode. The distini ^at the HP 

microstore is the normal dynamically managed sti _ 
hierarchy instead of a special control store. It is thus 
dynamically alterable and operates at a fax higher level. 
This type of microcode can be written using high- 
languages and standard development environments and 
can be paged in and out of the system in a straightforward 
fashion. In this way, further performance enhancements 
often result from the specialized construction of com pli- 
cated instructions from the primitive hardwired ones, since 
these subroutines are frequently a better match for the spe- 
cific run- time situation than generalized microcode d in- 
struction sets. 

The critical question about reduced complexity architec- 
tures is whether or not the performance gains that result 
from direct execution will be lost through increased path 
length resulting from having to formulate complex instruc- 
tions in terms of the simple ones. This valid question does 
not have a single simple answer, In many cases, an optimis- 
ing compiler will be able to produce path lengths no longer 
than conventional solutions. In other cases, it is judicious 
to add hardware to implement complex facilities; examples 
might he floating-point instructions, decimal arithmetic in- 
structions, high-performance multiplications, and array 
operations. In general, the applications workload is the 
determining factor, More will he said later about the capa- 
bilities of the new architecture to permit flexible trade-offs 
between ihe hanlu are mid suit ware The design pfail Mt0pB$ 
used throughout is to preserve the performance of tin' 
primitive instructions and not to invest in hardware assists 
until both frequency of occurrence and functional need jus- 
tify it. 

.\ primitive instruction set is a better nictfi h Eo high- 
level languages tJum u compter op 

Although the dramatic advances in shrinking the size rjj 
computing devices with concomitant benefits in power, 
speed, and cost have garnered most of the attention over 
the last three decades, there has been steady and important 
progress in software technology as well, In pi articular, com- 
pilers have grown far more capable of analyzing and op- 
timiziug programs. A modern globally optimizing compile? 
can produce code that rivals handcode in ait bul low-level 
routines requiring direct control of machine resources The 
oew HP instruction set has been chosen to be the target for 
such a compiler, As a result, it is very regular- all Instruc- 
tions are 32 bits in length, opcodes and register fields al- 
wiiys occur in the same locations, and there is great sym 
rnetry in the functions provided, The result is that with 
the exception of a few performance crilieal routines 
as the first-level interrupt handler, virtually all program- 
ming is done in high-level language, lurthermore, short, 
precise instructions serve as an excelled base tor interpre- 



tation, so languages like LISP can be executed quite * 
tively, even without hardware assists. 

Some insight into why a simple instruction set is a better 
match for a high-level language compiler can be gained by 
recognizing that human beings are quite good al formulat- 
ing complex strategies and data structures to use powerful 
actions. Compilers* however, are most effective at sim- 
ple repetitive execution with a minimum of special cases. 
Compiler accuracy and code performance both suffer 
dramatically as the complexity increases The compilers 
for the new HP architecture goed to maximize i 

ter reuse and reschedule instruction sequences to maintain 
pipeline efficiency. By elimination of unused code and 
alculation of many quantities at compile time, further 
performance gains are achieved. 

A cache should not be hidden. 

The efficiency ol the storage hierarchy is crucial to any 
high-performance machine, since storage is intrinsically 
ill ways slower than logic. The high-speed register set is the 
highest level of this hierarchy and has been discn 
above; the next level is the cache or high-speed buffer mem- 
ory, which helps to lessen the speed mismatch between 
the logic uo its and main memory. Its purpose is to achieve 
almost the bandwidth of the cache but with the capaeiU 
of the main store. The cache, as its name imp!ies H is usually 
hidden from the perspective of the software, because it is 
generally not part of the architecture but an implementation 
afterthought. In the new IIP architecture, the cache is ex- 
posed and the storage hierarchy is explicitly managed. This 
is made possible by the careful design of the operating 
system kernels, and by disallowing run-lime instruction 
modification unless responsibility for it is taken in the 
software. The architecture allows imp lenient at ions to buf- 
fer information in the high-speed storage c> reduce the time 
required to translate virtual addresses, fetch instructions, 
and fetch and store data. The architecture supports up lo 
2 32 virtual address spaces, each 2 i2 bytes long |Rg. 1}. 
Virtual address translation is done by translation lookaside 
buffers, or TLBs- Separate TLBs can be used for instructions 
ami data, or one can be used for both. The high-sjie>-i| 
,i ii - i ;ei also be separate for instructions and data, thus 
increasing the bandwidth from memory substantially, or 
one can be used for both. Splitting the cache effectively 
doubles its bandwidth since it allows us to fetch data and 
instructions simultaneously. This departure from the von 
Neumann concept of indistinguishability of instructions 
and data is ,\*. hieved through the provision of instructions 
to permit the synchronization and management of the 
caches when modifications of instructions by stores , in- 
involved. 

Several other strategies are employed to minimize the 
idle time of the processor while the storage hierarchy is 
being exercised. One example is the ability lo execute de- 
fayed branch instructions, which differ from conventional 
branches in that the processor executes the instruction after 
the branch while the branch target is being fetched from 
storage, often using what would otherwise bean idle cycle 
(Pig. 2a). HM's new an hi led u re also contains novel 
facilities for performing program Jogie functions without 
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requiring branch instructions- Similarly, code rearrange- 
ment can often overlap the execution ol cither instructions 
with instructions thmt access storage (Fig. 2b). The register- 
intensive computation model reduces the number of stor- 
age accesses, since only load and store instructions access 
main memory, all other computation being performed 
among regislers or between a register and an immediate 
Field contained in an instruction. The generous number of 
registers ensures that the register allocation scheme of the 
compiler can assign the most frequently used variables to 
them so as to incur a fraction of the memory references 
required by traditional architectures. 

HP high-precision architecture provides a hefter base 

jjbg$ scalable run^e oj specific product implementations 

than more customized microeoded architectures. 

The new HP architecture is technology-independent in 
the sense that impLem enters can choose a technology based 
imiy on i onsideral ions oi size, cost, and performance trade- 
offs with the assurance I hat code written on any member 
of the family will execute unchanged on any other member. 
This means, for example, that a development system on a 
large mainframe can be used to develop code that will run 
on a single-chip microprocessor in a personal computer or 
workstation, or that code normally executed in the worksta- 
tion environment can run on a network server or timeshared 
mainframe when that is convenient or desirable. Wilhin a 
given technology, performance will depend strongly on the 
trade-offs between hardware and software that have been 
made and on the size and number of caches that have been 
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Fig, 2. Branch and load scheduling, (a) One-cycle delayed 
branches can almost always he used to eliminate a cycle of 
cache delay by permuting instructions to occupy the branch's 
"delay slot" usefully (b) Two ways of moving two words from 
A, A + t to B.B + I The straightforward code on the (eft incurs 
"load interlocks" between each load instruction and its adja- 
cent store instruction, since the cache can be expected to 
require a full cycle to respond The rescheduled code on the 
right uses an additional register to overlap the data fetch 
delays, resulting m a two-cycle saving. 



provided, since efficiency for a given application is quite 
sensitive to the number and locality of storage accesses* 

High-perlnnnance hardware in the form of assist proces- 
sors can be added to any basic hmh-pnM ision architecture 
system to enhance its performance or functionality [Fig, 3). 
Three categories of assist processor- .io- differentiated by the 
level at which they interface to the memory hierarchy. 
Spend function units interface to the memory hierarchy 
at the general register level and can be thought of as alter- 
native processing units or as an alternative path through 
the execution unit of the existing processor. Examples in- 
clude fixed- point binary multiply and divide units, emula- 
tion assists, and encryption or decryption hardware. 

Coprocessors attach to the memory hierarchy at I lie level 
of the caches. They generally have their own internal regis- 
Mid hardware evaluation mechanism. Examples of co- 
processors are high-performance graphics or floating-point 
arithmetic engines. Note that the cache-to-coprocessor 
bandwidth can be different from the cache-to-main-proces- 
sor bandwidth. 

The third type of assist processor attaches to the main 
memory bus. High-precision architecture supports various 
types of multiprocessing with special instructions and con- 
trol features. Multiprocessing can be homogeneous and 
tightly coupled, or the attached processor can be special- 
teed (e.g.. an array processor or an I/O control I ef). In all cases, 
such attached processors typically have their own registers 
and local storage. 

High-precision architecture permits great flexibility in 
choosing cost/performance points based primarily on I he 
choice of technology and secondarily on the configuration 
of the memory hierarchy and special VLSI hardware assists. 
In l his way. implementations can be tuned for specific appli- 
cation domains and the same fun da menial architecture can 
serve commercial, scientific, and real-time applications. 

The I/O architecture of the computers being developed 
Ijv the Spectrum program has been designed to permi! com- 
plete control of I/O devices by privileged or nunprivileged 
code written in high-level language. It is based on a mem- 
ory-mapped addressing structure [that is. all communica- 
tion with external devices is done through registers that 
are addressed using normal load and store instructions), 
This conforms with the objective of making it possible to 
do all programming in high-level language, since the unifor- 
mity of addressing makes it possible to treat device drivers 
in a nonspecialized way. Since the I/O devices are addressed 
exactly as if they were memory locations, the same protec- 
tion structure can be used for both, which greatly simplifies 
the overall system. We believe that this will protect the I/O 
better than many other more expensive schemes and can even 
be extended to protect individual JO devices. The architec- 
ture is flexible enough to accommodate adapters that con- 
vert the new HP 1/6 protocol to other protocols and vice 
versa, so that foreign devices can be connected to new HP 
systems when appropriate. Just as in the storage hierarchy, 
the I/O architecture supports several types of interfaces 
ranging from sparse, direct control of simple devices to very 
rich functional controllers. The direct memory access of 
I/O is organized so as to present minimum interference in 
the storage hierarchy, which enables the processor to run at 
reasonable speed even when the full I/O bandwidth is being 
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used. 

Since some members of the new HP computer family 
will be used as instrument and real-time process control- 
lers, we have attempted to optimize the ability of the new 
architecture to respond to a wide range of external and 
internal interrupt conditions. Here again, the speed and 
uniformity of the instruction set and the simplicity and 
regularity mtrol interfaces yield significant perfor- 

mance and functional advantages over more conventional 
hardware-dependent implementations. This structure has 
also enabled us to build an unusually rich set of hardware 
instrumentation into some of the early implementations. 
This has proven valuable during development, and we think 
il will help customers a great deal in tuning the performance 
of their configurations for particular workloads. 

A reduced-complexity, high -precision architecture 
enables more graceful migration from other architec- 
tures than conventional approaches. 

This is + of course, the overriding constraint for any new 
architecture proposed by a manufacturer with a large in- 
stalled base of application programs. We believe that mi- 
gration from existing HP products to the new computers 
will be among the least difficult that Ihe industry has vel 
seen. There are many reasons for this, hut perhaps the 
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Ftg. 3. High-precision architecture system processing unit 
block diagram, showing high-performance assist processors 
added to enhance the performance or functionality of the 
basic system. Special function units conned directly to the 
processor, and can be thought of as alternative data paths 
associated with the processor's general registers Coproces- 
sors, on the other hand, have a controi interface with the 
processor, but they have a private register set and a direct 
data interface with the cache They are appropriate when 
special data types are supported that have httfe overlap with 
main processor data types, such as floating-point data M 
tached processors are a third fevef of specialized assist They 
have private registers, private data paths , and focal storage 
Attached processors execute separate instruction streams 
and are best suited for specialized operations on complex 
data types— for example, vector processing, 



principal one is that the simplicity of the instruction set 
and control paths and the inclusion of versatile field-isola- 
tion facilities make the new machines extremely good in- 
terpreters, and so guarantee that software emulation of pre- 
vious machines will be unusually effective where time de- 
pendencies are not critical, particularly since the system 
spends much of its time in the control program and software 
subsystems, which run in native mode. The emulated code 
can he freely combined with recoded native versions of 
the most critical routines, thus providing a continual incre- 
mental upgrade path. For many applications, simply re- 
compiling the source code will yield significant improve- 
ments in performance. When source code is unavailable t 
an optimizing object-code compiler, which treats the object 
code of an earlier machine as input, has been found to 
produce important performance gains with acceptable code 
size expansions in a large percentage of cases. For those 
few cases where direct emulation or recompiiation is not 
effective, migration tools have been developed. 

Although the new HP high-precision architecture is very 
efficient at software-based emulation, hardware assists in 
the form of special function units, coprocessors, or attached 
processors can be provided where indicated. The I/O sub- 
system is designed to permit native and foreign mode de- 
vice attachments, including adapters from selected previ- 
ous HP I/O architectures. Future versions of the system 
will incorporate features for fault tolerance and high avail- 
ability. Since the software is able to identify each module 
in a particular system, self-configuration without operator 
intervention will also be possible. 

Conclusion 

The high- precision architecture being developed by the 
Spectrum program provides the base for the next -genera- 
tion family of HP computers. We think it will provide a 
cost/performance leadership position for commercial, sci- 
entific* and real-time applications and will scale across a 
wide range of function and performance. 1 1 will enable all 
HP computer systems to converge to a single architecture. 
willi almost all programming done in a consistent way in 
a variety of high-level languages and operating system en- 
vironments, Systems based on the new architecture will 
be able to provide compatible execution of application pro- 
grams written for most earlier-generation HP systems. 
When required, attachment of older 1,0 devices will be 
possible. 

The Spectrum program does not result from a single new 
Idea, but rather is the result of the tasteful synthesis of the 
enormous progress in semiconductor technology with an 
increased understanding of the role of compilers and 
operating systems in optimizing an overall system design. 

We have tried to learn from nature that simplicity is a 
relative term and have added complexity only where usage 
justifies it. 

Later articles in this series will present greater architec- 
tural detail and will chronicle the specific implementations 
and their performance, 
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Development of a Two-Channel Frequency 
Synthesizer 

Combining two independent synthesizers, flexible 
modulation, and control circuits in a single package, this 
instrument can generate two-phase, two-tone, pulse, 
frequency hopping,, and swept signals. 

by Michael B. Aken and William M. Spaulding 



AS THK COMPLEXITY nf electronic circuits and sys- 
tems has increased, the need for equally complex, 
high-quality test signals has grown, In response to 
the need for greater flexibility, Hewlett-Packard has de- 
veloped the HP 3326A Two-Channel Synthesizer, Fig, 1. 
This instrument is based on the same fractional -N synthesis 
technique used in the HP 3 3 25 A Synthesizer/Function 
Generator. 1 which was introduced in 1978, The addition 
of a second synthesizer and output channel, ell under the 
control of a common microprocessor, has resulted in a 
high-performance signal source that has operational £ea- 
lures extending well beyond the direct combination of two 
independent signal sources, 

Frequency coverage is from dc to 13 MHz with one-rni- 
erohertz resolution below 100 kHz and one-millihertz res- 
olution from 10U kHz to 13 MHz. Output levels are program- 
mable from L0V p-p into 5011 [23.98 dBm) to 1 mV p-p 
(-56.02 dBm) with 0.01 -dB resolution, Independent pre- 
atteauator dt; offset can be applied Ed the output signals. 
Functions available in< hide do-only, and ihere i: indepen- 
dent control of the selected function on each output c han- 
nel. The article on page 19 gives examples of the applica- 
tions of the HP 3326A. 



Functional Modes 

The HP 332fi A has four modes of operation: two-phase, 
two-channel, two- tone, and pulse. 

Two-phase operation, [n this mode, high-accuracy phase 
control is provided by Hewlett-Packard's implementation 
of fractional -N syn thesis. Two synthesizers and two chains 
of output circuitry are combined to provide continuous 
phase control between the output channels over a range of 
± 720° with 0.01° resolution, An internal calibrat ion system 
working through the instrument's controller provides fully 
calibrated phase between the output channels across the 
full frequency range of dc to 13 MHz. Waveforms may be 
sinusoidal, square, or mixed sine and square, The calibra- 
tion system c.ui be used to provide multichannel phase 
operation among several instruments for output frequen- 
cies greater than 1 kHz. Multiphase operation at lower fre- 
quencies can be achieved with the addition of a time-inter- 
val counter and a computer to act as system controller. 
Phase is not calibrated when using the HP 3326A's optional 
high-voltage amplifiers, since they are connected after the 
output attenuators outside the calibration path, High-volt- 
age phase accuracy can be enhanced using an external time- 
interval counter such as the HP 5334A. 




Fig, 1. The HP 3326 A Two Chan- 
nel Synthesizer can generate 

either two independent signals or 
a combination of the signals in its 
two channels Each channel pro^ 
duces sine and square waves 
from 1 plHz to 13 MHz with sepa- 
rately controllable amplitude and 
dc offset. Pulse and flexible mod- 
uia tion cap a bilities a re built in. 
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Two-channel phase performance is complemented by 
excellent sinusoidal signal purity, Harmonically related 
products are more than 80 dB below the carrier from 10 
\\z to 50 kHz. Nonharnionicaily related spurious signals 
are greater than 80 dB down below 1 MHz and greater tlum 
70 dB down from 1 MHz to 13 MHz. Phase performance 
specifications apply for equal and unequal levels between 
channels, for a sine/square waveform mi\ between chan- 
nels, and for waveforms with do oltset. 
Two-channel operation. In the two-channel mode, the HP 
3326A functions as two independently programmable fre- 
qiienry synthesizers. Sweep time and sweep marker are 
the only parameters shared by both channels. Channels 

hi be independently set to sinusoidal, square, or dc-only 
waveforms. The same harmonic and spurious specifica- 
tions apply as in the two- phase mode. 
Two-lone operation. In the two-tone mode, the frequency 
of Channel B tracks the frequency of Channel A with a 
programmable offset of up to ±100 kHz. Using the fre- 
quency sweep features of the instrument, tracking swept 
two-tone measurements may be made. Independent control 
of waveforms, amplitudes, and dc offsets is maintained in 
each channel. 

Pulse generation. With two channels having precise phase 
control, it was a natural extension to provide pulse gener- 
ation using the equivalent of a sel resel flip-flop triggered 
on the rising edges of the two phase-related sinusoids. As 
the phase of Channel B is varied with respect to Channel A 
over a range of to 360°, pulses with precisely controlled 
duty cycles from 1 to 99% can be generated with a repetition 
frequency equal to the programmed frequency of Channel A. 
The complementary outputs of the square modulator are 
delivered to the output amplifiers to provide pulses 180 
degrees mil of phase on the two channels. Independently pro- 
grammable dc offsets can be applied to the pulse waveforms. 

Operating Features 

Versatile modulation capabilities are built into I he HP 
3 3 26 A Two-Channel Synthesizer. Rear- panel inputs are 
provided for external amplitude and phase modulation of 
the two output channels. Internal modulation is provided 
by routing the signal from Channel B to the amplitude 
and/or phase modulation circuits of Channel A. Amplitude 
modulation rates up to 100 kHz and depths from to 100% 
are allowed. Phase modulatioo is accomplished within the 
li.i i lional-N phase-locked loops. Rates to 5 kHz and peak 
deviations to = :*fiiT are possible. Modulation percentages 
and/or deviations are fully programmable in the internal 
modulation mode. 

The linear frequency sweep capabilities of the HP 3 32 5 A 
Synthesizer Finn I ion Generator are maintained in the HP 
3326A. Except for sweep time and frequency marker, all 
sweep parameters are independent ly programmable for the 
two output channels, Sweep capabilities have been ex- 
tended in the HP 3 326 A with the introduction of discrete 
frequency sweep (see box. page 15). In this sweep mode, 
up to fi3 sequential sweep elements, consisting of frequency 
pairs for Channel A and Channel B and the dwell time 
before moving to the next element t can be programmed. 
All frequency changes are phase-continuous. Simulation 
of DTMF [dual-tone, multifrequemy) signals, such as those 



used for telephone dialing systems, and FSK I frequency-shift 
keying) for modem testing can be implemented directly 
with the HP 3326A. 

The power nf t&fl internal ink :mprucessor has been used 
to provide extensive calibration and self-test capability- 
Internal autonialic calibration of amplilude, phase, 3 
modulation angle, and dc offset is provided. Fifty tests of 
Interna] Circuitry are provided in firmware lo verify the 
instrument's condition. Many of these tests are performed 
at instrument turn-on. Others are accessed during service 
and troubleshooting procedures, hi addition, calihralioo 
error constants for most parameters are stored internally 
and used to correct entered data to enhance the at curacy 
of the instrument. 

Especially useful in the two-tone mode is an integral 
resistive signal combiner, which can be used to provide 
both tones on a single output connector, how-output im- 
pedance high-voltage amplifiers for both channels are 
offered as an option. These amplifiers provide up to 40 
volts peals tu peak [Into a lotion, 200-pF-inaximnm lead) al 
frequencies up to 1 MHz with voltage-source drive. A high- 
stability crystal reference oven option is also available. 

Block Diagram 

The functional blocks of a mix-flown synthesized signal 
source appear Iwice in the block diagram of I he HP TJlifiA 
Two-Channel Synthesizer , Fig. 2. 

Synthesized square waves (ECL levels] from I he main 
fractional-N synthesizer are routed to the Channel A output 
mixer and to the RF switch. The Channel A mixer 
heterodynes a level -controlled, fixed 20-MHz signal from 
the reference dividers with 20 to 33 MHz from the main 
fractional-N synthesizer in all functional modes- Hlockdia- 
gram flexibility stems from MieRFswiich, which configures 
the Channel B output mixer frequency scheme to provide 
the functional modes. Fig. 3 describes the Channel B mixing 
frequency schemes for the four operating modes (two-chan- 
neL two- phase, two-tone, and pulse). 

In tile two-channel mode, the mixing scheme of Chan ml 
B is configured like that of Channel A. Leveled, fixed-fre- 
quency 20-MHz signals are applied to the mixer low-level 
port, with Ihe auxiliary fractional-N synthesizer applied to 
the high-level port, Channel B can then be programmed to 
operate as a separate synthesizer output channel over the 
full bft-MHz range. In the two-phase mode, the auxiliary 
fractional-N synthesizer is connected to the Channel B 
mixer low-level port. The auxiliary fraction a UN synthe- 
sizer runs at a fixed frequency of 10 MHz, with a phase 
angle (with respect to the 20-MHz Channel A signal hum 
the reference) that is programmable using the phase control 
features of the fractional-N synthesis technique. Both chan- 
nels operate at the same frequency, which is controlled by 
the main fractional-N synthesizer across the D-UM 3-MHz 
output range. 

Two-tone operation is provided by programming an 
offset frequency in the auxiliary fractional-N synthesizer. 
Signals of 20 MHz plus or minus zero to 100 kHz from the 
auxiliary fractional-N synthesizer are routed to the Channel 
B mixer low-level port. Tones separated by up to 100 kHz 
over the 13-MHz range are developed in the output chan- 
nels. Tone phase can be controlled with the auxiliary frac- 
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tional-N synthesizer tor harmonic relationships, 

Pulse mode uses the same mixer configuration as two- 
phase mode. Preamplifier output sinusoids are shaped in 
the square and pulse circuits. A set/reset flip-f lop H triggered 
by the edges of the two channels, generates the pulses, 
with duty cycle control established hy varying the phase 
between the Channel A and Channel B signals. Level-con- 
trolled pulses 180" out of phase are then supplied to tin; 
output amplifiers. 

Square waves are generated by limiting the sinusoidal 
preamplifier outputs and applying them to level-control 
modulators* The modulator outputs are routed directly to 
the output amplifiers. 

Sync circuitry subtracts any programmed dc offset from 
the Channel A output waveform. Fast comparators shape 
the signal to TTL levels, which are supplied to a front-panel 
connector, 



Out f ml attenuators provide to 70 dB of programmable 
fixed attenuation for both channels, r ine amplitude* oolrol 
over a ltJ-dB range in 0.01 -dB steps is accomplished with 
a 12-bil dlgiial-lo-analog converter in the level-control cir- 
cuits for the individual channels. A resistive combiner is 
supplied on the Channel A output attenuator assembly to 
provide the convenience of two-tone outputs at a single 
front-panel connector. Combiner insertion loss is 6 dB and 
characteristic impedance is 50Q. 

External amplitude modulation signals from rear- panel 
i minectors can he connected to the modulators for both 
output channels. Channel A can be amplitude and or phase 
modulated by the signal from Channel b\ Modulation signal 
switching is controlled by the microprocessor. 

During calibration procedures, the attenuator outputs are 
iIim i hi in -r led from I he In ml panel i oi met. 1 or* and muled 
to the calibration circuits. 
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Fractional-N Synthesizers 

Fractional-N frequency synthesis is an extremely power- 
ful technique for signal generation with high-resolution 
frequency control. 1 " It Is used either directly OfaS ail inter- 
polation oscillator in many of the recent He*vl eft -Packard 
swept-heterodyne analyzers and synthesized signal sources 
to implement local oscillators and/or output signals that 
are inherently stable, programmable T and easily swept. The 
HP 332LiA is an excellent example of ihe versatility and 
adaptability of this synthesis technique. 

Standard divide-by-N phase-locked loop synthesis, rep- 
resented by the block diagram shown in Fig. 4, gives output 
frequencies that are integer multiples of the input reference 
frequency. High resolution in frequency r demands the use 
of very large N numbers. However, for most applications 
the reference phase noise multiplication associated with 
large N is an unacceptable performance limitation, 

FractionahN techniques result in high-resolution fre- 
quency synthesis in a single phase-locked loop [Fig, 5, page 
16), Here, the output frequency is N,F times the input fre- 
quency, where the fractional part (K) of the multiplier is 
composed of 12 BCD digits in the HP implementation. 
Phase noise multiplication is significant only for the integer 
part (N) of the multiplier, resulting in vastly improved 
performance over any other single-loop configuration with 
similar frequency resolution. 

Since the counter output in the fractional-N loop is not 
an integer multiple of the reference frequency, the loop 
phase detector outpul contains a phase ramp with a period 
proportional to the fractional frequency offset This ramp- 
ing phase, if uncorrected, would result in very large phase 
modulation sidebands on the output frequency. To correct 
these sidebands, a digital phase accumulator in the control 
chip [an HP custom MOS chip) is updated with the frac- 
tional part of the frequency every reference cycle, The five 
most-significant digits of this accumulator feed a multiply- 
ing digital-to-analog converter (DAC), which provides a 
current ramp to the loop integrator to cancel the effect of 
ramping phase at the phase detector output. Sideband can- 
cellation can be achieved to - 1 30 dBc referred to the phase 
detector input. 

Another benefit derived from the digital phase ac- 



cumulator is precision control of phase in the phase-locked 
loop. By adding a constant to the contents of the ac- 
cumulator in the control chip, the VCO phase with res pert 
to the reference frequency can be varied with a theoretical 
resolution of 10 parts per million at the output frequency, 
this results in a phase resolution of n.U03h using the five 
most-significant accumulator digits and the multiplying 
DAC, Phase control resolution in the HP ;i;i^fiA is rounded 
to 0.01° for convenience. 

Frequency sweep features have also been incorporated 
in the custom control chip. By adding a programmed fre- 
quency increment to the frequency register in the chip 
every reference cycle (10 ^ts), the loop output frequency 
can be swept. Flags generated on the control chip with 
digital comparators provide frequency marker and sweep 
limit indications (e.g,. end of sweep]. 

Spectrally pure frequency syslbesis is required for sig- 
nals to be specified with accurate phase relationships, 
Spurious responses, harmonic distortion, and phase noise 
alter #ero crossings. The HP 3326A implementation of frac- 
tional-N synthesis emphasizes spectral purity. Several cir- 
cuit improvements are aimed directly at establishing per- 
formance consistency or improving performance. 

Bias and API (automatic phase interpolation] current 
source temperature coefficients are stabilized to maximize 
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Fig . 4. Con ventionai t N phase-locked loop block diagram 
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Discrete Sweep 



Since trie days of the first oscillator user expectations have 
been increasing The most important requirements are free 
accuracy, speed of frequency setting, and phase co* 
synthesiser provided the frequency accuracy, while keyboards 
and the HP-18 brought focal and remote progra D frac- 

tionai-N frequency synthesis realized a g I itch-free phase re- 
sponse Now. the HP 3326A Two-Channel Synlhestzer with its 
discrete sweep featufe gives the user the ability to program a 
sequence of frequencies and the timing associated wrth each 
step of the sequence Signals necessary for synchronization are 
also generated Discrete sweep in the HP 3326A albws the user 
to program a series of 63 elements, each consisting of a fre- 
quency pair (Channel A and Channel B) and a dwell time Once 
the frequencies and dwell times have been programmed, the 
user can recall or change each individual element., sweep con- 
tinously through the programmed series of frequencies, or single- 
sweep the senes Dwell time is the interval between programming 
the individual local oscillators and the subsequent programming 
for the next element It is limited to a range of values between 5 
ms and 1000 s. Frequency settling time for the HP 3326A de- 
pends on the frequency step size. For large frequency steps the 
dwell time must be adjusted to allow for settling time. Although 
the technique is useful in the two-channel mode, its major con- 
tribution is in the other three HP 3326A modes There, phase 



Discrete 
Sweep 




Z-Blank 



10 15 20 Z5 30 35 40 45 50 55 60 

Time (ms) 

Fig, i. A discrete sweep with timing signals produced by 
the HP 3326A Two Channel Synthesizer 




10 100 

Frequency Step (kHz) 



1000 



Fig. 2. Typical settling time as a function of the Sfze of the 
frequency change and allowable frequency error 

continuity is maintained between both of the local oscFllaiors, 
phase repeatability is certain, and phase accuracy is exact at 
the particular frequency where the HP 3326A has been cali- 
brated A discrete sweep can be made in any of the four modes 
of operation Since amplitude, offset, calibration, and function 
parameters are not stored with each discrete sweep element, 
the parameters used during the sweep are those m effect when 
the sweep is started The operating mode chosen when the dis- 
crete parameters are programmed is remembered and cannot 
be changed without reentering the frequency and time param- 
eters. 

Fig 1 shows a discrete sweep with timfng signals produced 
by the HP 3326A The Z-blank signal occurs at the start of the 
sweep, and the marker occurs at the end of each timing cycle. 
The differences in marker pulse width for Ihe first element and 
for the subsequent elements is caused by software timing Fig. 
2 shows typical settling times for various frequency changes 
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loop phase stability. Drifts in bias currents translate to drifts 
in output phase. Drifts in AIM currents cause temperature 
dependence in phase ramp cancellation, 

Monolithic operational amplifiers are used to implement 
the loop integrator amplifier and current summer amplifier 
to reduce complexity and parts count. 

Reverse signal path isolation is Important, particular!} 
in the connection between the VCO and the counter cir- 
cuitry, and in the COUnter-OUtpuMo-phase-detector con- 
nection. If injected into the VCO or phase detector, many 
nf the counter and control chip signals van cause additional 
spurious responses. 

An E ; ;CL flip-flop at the VCO output divides the synthe- 
sizer output frequency for a o-dB Improvement in phase 

noise and spurious pwl'mm.-iiice, and reduces local oscil- 
latCH even-order harmonic content io the output mixers to 



reduce generation of even-order mixer spurious products. 
The benefits derived from division of the fractional-N out- 
put were viewed as more important than the resulting fre- 
quency range restriction. 

High-Dynamic-Range Output Circuitry 

Mix-down signal sources generate output frequencies by 
heterodyning the RF from the: synthesizer with a fixed fre- 
quency. To provide good harmonic distortion and spurious 
perfoi 1 1 1. mi e, mixing is usually done at very low levels 
(typically 2 to 10 millivolts] resulting in limited signal-to- 
nal se ratios, Large amplifications are then required to pro- 
vide output levels in the lOV-peak range. The HP 3326A 
takes advantage ol a hi^h-ievel at tive mixer which accepts 
100-mV peak-to-peak input levels al die low-level port, 
Harmonic distortion and spurious products are typicalK 
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below 85 dSc across the 13-MHz band at the output of 
the mixer (sen article, page 25], Active circuits also allow 
conversion gain, resulting in a mixer output level of approx- 
imately ino millivolts. Subsequent amplification require- 
ments are greatly reduced. 

The active output mixer, based on a Gilbert cell multi- 
plier configuration, is implemented with a discrete design 
to establish control of circuit parameters. Using this ap- 
proach, even-order spurious mixing responses, which lie 
in-band for output frequencies greater than 7 MHz, are 
reduced to imperceptible levels. The active approach also 
helps maintain an ,u < eptahle signal-to-noise ralio. 

The RF switches are implemented using current-con- 
trolled diode switches with ECL gates as buffer amplifiers. 
Typical switch isolations of 70 dB are achieved using stan- 
dard printed circuit layout techniques. To reduce crosstalk 
and channel isolation further, unused signals in various 
modes are switched off at the source, again using ECL gate 
buffers. 

Output amplification in the HP 3326A is implemented 
using high-performance, wideband operational amplifiers 
In parallel with feed-forward discrete ac amplifiers, Excel- 
lent distortion performance at low-frequencies is achieved, 
with good slew rale performance for higher-frequency rec- 
ta rigu la j- wave] onus. Care had to be exercised to tailor the 
amplifier frequency responses. Overall loop gain has to be 
high as the at: circuit gain increases to avoid aberrations 
in phase and amplitude responses of the overall amplifier 
Slew rates better than 1300 volts per microsecond are 
achieved, and distortion is below -80 dBc up to 50 kHz, 
with full scale signal levels of 20 volts peak-to-peak at the 
output amplifier {10V p-p into 5 Oil, 500 back-mat ched 
voltage source), 

Output Attenuation and Signal Combiner 

Output attenuation is accomplished with ivl.n -switched 
pi network pads. Steps of 10. 20, and 40 dB are provided 
for a total of 70 dB of fixed attenuation. With the 10 dB of 
high-resolution attenuation from the leveling circuitry, a 
total attenuation range of 80 dB is achieved. 

Relay switches are provided on both attenuator as- 
semblies to transfer signals from the output connector to 
the calibration circuits. By disconnecting the output signals 



Fig. 5. Fractional '-N synthesizer 
block diagram. 



from the front-pane! connector, calibration is accomplished 
without being affected by user loads. To maintain source 
termination, the 40- dB pad is switched in during calibra- 
tion. 

The Channel B attenuator contains a switch to transfer 
Channel B signals from the front-panel connector to the 
internal modulation circuitry (PM on the main fractional-N 
circuit and AM on the Channel A level control circuits), 

Instrument Controller and Power Supplies 

The instrument microcomputer. controller is based on a 
6BBG9 microprocessor. Memory is allocated as follows: 58K 
of ROM for program storage, 2K of nonvolatile RAM for 
saved instrument states, 2K of scratchpad RAM for Stack 
space and program use, and 2K of memory mapped I/O for 
instrument control The clock rate is B MHz. Support cir- 
cuitry includes a programmable counter/timer to provide 
the one-millisecond interrupts for front-panel refresh and 
keyboard read, and a 9914 HP-IB interface chip to handle 
bus protocol and I/O. Nonvolatile RAM, backed up with a 
lithium battery, is included to provide nine saved instru- 
ment states. An X-drive DAC f also driven by the program- 
mable counter timer, provides an X-axis output propor- 
tional to sweep rate. Marker and 2-blank functions round 
out the sweep signal set. 

Because of the interference generated by high-level logic 
signals, and the interference conducted as the internal bus 
picks up other signals in the instrument, the internal instru- 
ment bus Is [gulled low actively whenever the bus is not 
in use. This provides additional isolation by reducing bus 
impedance and the pickup of internal electric fields caused 
by higher-impedance phenomena. 

Very clean, linearly regulated power supplies provide 
+ 5. +15 and - 1 5 volts to the instrument, A separate + 5V 
isolated supply is used to maintain HP-IB ground isolation. 
Auxiliary ±;H)V supplies power the optional high-voltage 
amplifiers, and an unregulated + 18V provides standby 
power to a separate regulator on the optional reference 
oven assembly. 

The power supplies are implemented using active linear 
regulation based on operational error amplifiers for low 
noise and high loop gain. The supply reference voltage is 
generated from a heavily decoupled, temperature compen- 

[conlinuect on p$g@ IB) 
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Two-Channel Synthesizer Phase Calibration 



The calibrator of the HP 3326A Two-Channel Synthesizer pro- 
vide and offset accuracy enhancements 
y/e come to expec r.vieit-Packard. but 

jgh the us e calibration, it afsc | 

of wideband phase accuracy The combination of high phase 
luiion and phase cc - lows fast, repeaia- 

We ■ jfvphase sjgnais or phase offsets up ro 720" 

m 01 ■ steps between the output cnar.- 

Fig 1 shows phase accuracy as a function of frequency in the 
HP 3326A The accuracy is limited on the low end by phase 
noise in the HP 332BA and on the high end by the residual tarn 
uncertainty limitations of the calibrator 

Phase calibration accuracy improves with identical waveforms 
(sinesine or square* square), higher amplitudes, equal amplitudes 
and midrange frequencies At lower frequencies the results are 
more susceptible to noise This noise disturbs the crossover 
pojms and makes it more difficult for the phase algorithm to 
converge. Phase compensation of the modulators and attenuator 
allows the instrument to calibrate phase in the areas of highest 
accuracy and then modify the phase for the frequency (attenuator 
compensation] and amplitude (modulator compensation) that are 
programmed. Phase matching of all cables, both internal and 
external, is necessary for high-frequency phase calibration 

The problem of calibrating phase accurately over four decades 
of frequency and 20 dB of dynamic range is complicated by 
several considerations Among these are cable phase match, 
cal brator channel and offset match, phase null accuracy, indirect 
phase shirts in attenuators and modulators, ground loops anrJ 
crosstalk, and noise, harmonic, and/or spurious content on the 
I wo waveforms. 

■ 8 phase calibrator is designed to minimize the errors en- 
countered m phase calibration through both hardware and soft- 
ware techniques, The basic calibrator block diagram is shown 
in Fig 2 The technique used for phase comparison is not new, 
bul r fs applied here to wideband signals instead of the usual 
narrowband IF signals, The input switching connects the call- 
brator input (o ground, or connects the Channel A and Channel 
B signals to measure the phase of Channel A with respect to 
Channel B. or vice versa Zero-crossing detectors combine both 
ac and dc feedback to produce a square wave with hysteresis 
for both high-frequency and low-frequency input signals The 
phase detector is alternately set and reset by the outputs of the 
zero crossing detectors Outputs of the phase detector have a 
dc level that is proportional to the phase difference of the two 
signals, The low-pass filter/comparator combines differential fil- 
tering with a preset detection point to determine when the relative 
phase passes through 180* The gam oi the comparator allows 
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Fig. 1 . HP 3326 A Two-Channel Synthesizer phase accuracy 
specifications. 
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Fig; 2. Phase calf brator haste block diagram. 

The calibrator to detect phase changes on the order of 0.003° 
A comparator state vector signals phase crossover to the Fntemal 
microprocessor- The HP 3326A firmware controls both the settling 
time of the filter/comparator and the phase step size. Once the 
comparator is set to a known value, the phase offset is stepped 
>n smaller and smaller alternating increments until the exact 180" 
point is known The signals to the calibrator are then reversed 
in the switching network and the procedure is repeated. One 
half of the djfference between the two phase offset readings as 
the calibrated phase relationship Many of the calibrator phase 
errors cancel in this procedure. 
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Fig, 3. HP 3326 A attenuator phase shift. Dashed line tifh 
calibrated Sot id tine: corrected 

Verification of the accuracy of the phase calibration system 
requires the ability to measure the calibrated outputs or the HP 
3326A This is done with the HP 3577 A Network Analyzer and 
an HP 9000 Series 200 Computer This testing requires the re- 
moval of systematic errors through matched cables and the sub- 
stitution of a power splitter. Measured errors are cancelled by 
the controller Resolution , stability, and accuracy are measured 
within DOS' 5 A counter measures the phase relationships of the 
square wave so that the opiimum values can be maintained in 
the presence of symmetry errors 

Rg 3 shows the uncalibrated and corrected phase shifts of 
':enuators 

Michael B, Aken 
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(continued town pa..;- 

sated Zener diode* Load regulation for the 15V supplies is 
typically within 10 fxV at the (sense point for a 2A change 
in load currenl. Ripple at 12€ Hz is typically no morelhan 
10 fjiVi Requirements fur power supply n-jecltun in I he 
critical circuits, particularly in the synthesisers and low- 
level portions of the output circuits, are greatly reduced. 

Packaging Techniques 

[\n ka^ing for Fin instrument with BO dfl od d> ihinih range 
presents a considerable challenge- Circuit Isolation de- 
mands the use of tightly sealed individual circuit compart- 
ments For critical analog functional blocks, and for the dig- 
ital interfaces to the controller. The HI 1 l'i2(>A uses a rela- 
tively inexpensive aluminum sand casting, Flash is cleaned 
from the casting, and the top and bottom surfaces are 
machined, drilled, and tapped for close seals to the six- 
layer motherboard and the compartment top covers. Cir- 
cuits less susceptible to internal KM1. such as the power 
supply and controller, are packaged on standard printed 
circuit boards with edge-guide mounting and motherboard 
COIlliectors, Sensitive KF signals are routed across the top 
of (lie cast card nest in double-shielded cables. Ribbon 
cables route digital signals to the front-panel display and 
keyboard, and to the rear-panel HP-IB connector. 

An additional packaging constraint is imposed by the 
requirement for dc isolation between the inner chassis and 
the instrument side frames and outer case. Two separate 
ground systems are required for the motherboard, and in- 
sulators are installed between the card nest and the side 
frames. .Separate grounds maintain HP- IB isolation and re- 
duce multiple signal current return paths, which lead to 
amplitude errors at low levels (classic attenuator problem). 
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Applications of a Two-Channel 
Synthesizer 

by Michael B. Aken 



THE HP 3 32 6 A TWO-CHANNEL SYNTHESIZER offers 
the user exceptional versatility with its combination 
of two frequency synthesizers, phase calibration, 
synchronized sweeping, and a frequency agile discrete 
sweep, A few examples of its applications are: 



HP 3326 A Feature 
Mu It i phase Testing 
Discrete Sweep 

Two-ToneMode 
Two-Phase Mode 



Applications 

Three-phase control circuit design 

and testing 
Sonar testing 

Two-tone rejection testing 
Dua l-l i ) n i ■ it 1 1 j 1 1 i frequency generation 
Communications scrambling 
f I lega I tone combinat ion generation 
Tone decoder testing 
Mixer testing 

Intrrmndiila! ion distortion 
Transducer testing 
Two-tone jitter generation 
P I i-isemeter testing 
Phase locking 



Multiphase Testing 

The ability to control and set the relative phases of three 
or more signals easily is important in the development and 
testing oi i mil ml systems that demand flexible phase re- 
quirements on the inputs. The HP 332 6 A can calibrate, 
equalize, or offset its phase with respect to any number {if 
other HP 332fiAs in a minimum number of steps. If power 
splitters are used, the system can be calibrated wi I fit ml 
removing any cables. For more than two HP 3326As. the 
user has the choice of either daisy chaining the phase refer- 
ence or connecting the phase reference from a master in- 
strument lo all of the remaining Instruments, The daisy 
chain method introduces a cumulative phase error, while 
the parallel method decreases the reference amplitude by 
6 dB for each additional instrument. 

The sources ol phase terror in multiphase calibration (or 
in external calibration) are dissimilar waveforms (square 
or sine), the lack of phase matching of cables used in the 
system, the amplitude ratio of the two signals used in ex- 
ternal calibration, and the absolute amplitude n! these 
signals. 

Maximally accurate phase calibration using the external 
calibration ports requires that both the slew rates (dv/dt) 
and the harmonic content of the two input signals be closelv 
matched. At frequencies below r 1 kHz. it is extremely dil- 
ficull \u provide both dc blocking in a 50(1 system and 
sufficient squaring-circuit hysteresis in I he calibrator with- 
out affecting higher- frequency phase performance in mul- 
tiphase applications below 1 kHz. additional instrumenta- 
tion is needed lo provide calibrated phase performance. 



Fig, 1 shows the normal connections for multiphase op- 
eration. Fig. 2 she Jditionai equipment needed for 
operation below 1 kHz. 

Logic Signal Simulation 

At first, the use of a precision two-channel function 
generator to drive logic circuits may seem like overkill. 
Closer inspection re% r eals that the capabilities for providing 
worst-case analog signals or real simulation of spurious 
conditions are unmatched. The following are some brief 
examples of using the HP 3326A to exercise logic circuits: 

■ The absolute phase calibration between the two square 
not puts suggests an application for determination of the 
phase sensitivity of two clock systems to errors in over- 
lap. This feature can also be used to determine setup 
times m edge-triggered systems. 

■ Its amplitude resolution and stability along with its dc 
offset resolution and accuracy suit the HP 33 26 A for 
worst-case testing of external TTL-compatible ports for 
margin requirements. 

■ Tlie ability to modulate channel A precisely wn'th chan- 
nel B allows another form of worst-case testing. The use 
of the built-in combiner allows precise phase jitter of 
different values and band widths to be introduced at a 
logic input. The phase jitter in degrees peak is the arc 
tangent of the ratio of I he two amplitudes, 

■ The ability to multiphase calibrate two HP 3326As in 
pulse or square mode allows generation of either four 



External 
Phase Calibration Input 




Phase- Matched 
Cable Pairs 



Phase- Matched 
Cable Pairs 



Fig, 1 . J he HP 3326 A Two-Channel Synthesizer can calibrate 

its phase wtth respect to any number of other HP 3326 As in 
a minimum number of steps. The normal connections for such 
multiphase calibration at frequencies above 1 kHz are shown 
here for four-phase calibration 
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Measuring Intermoduiation Distortion with a Two-Channel Synthesizer 



A good example of the capabilities of the HP 3326A Two- Chan- 
nel Synthesizer is a swept measurement of intermodulation dis- 
torlion (MD) Analyzing intermodulatton distortion provrdes in- 
sight into the nonlinear characteristics of a circuit or system. 
Common applications are In audio or communications. 

The test stimulus or driving signal is usually a composite of 
two closely-spaced, high-level sine waves, Fig. T shows the spec- 
trum of the signal as reproduced by the circuit under test. Note 
the resuming distortion products The distortion products to be 
measured are offset in frequency from the stimufus sfgnals 
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Fig. 1. Secorccf-Drcter and third-order intermoduiation distor- 
tion products. 
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Fig. 2. Setup for swept intermodulation distortion measure- 
ments using the HP 3326 A Two-Channel Synthesizer 

In the past, these measurements were made with two separate 

sources, an external signal combiner, and a spectrum or wave 
analyzer to select and measure the desired distortion product, 




Fig. 3. Swept third-order distortion measurement of an IF 
amplifier and filter Distortion level is the difference between 
the reference trace (upper) and the measurement trace 
{lower} Vertical scale- WdBf division. Horizontal scale. SkHzi 
division. 

To characterize a circuit over a frequency range of interest, a 
series of single-frequency measurements were made by succes- 
sively setting both sources and the analyzer to the appropriate 
frequencies. Even with programmable instruments under com- 
puter control, these measurements were rather slow. 

Usmg the HP 3326A to produce the stimulus signal and the 
HP 3585A Spectrum Analyzer to measure Ihe response, the mea- 
surements are simpler and faster. The HP 3326 A has a two-tone 
mode and an built-in signal combiner to provide a sweeping 
two-tone signal with IMD as low as -80 dBc. 

As shown in Fig. 2, the source and analyzer share a common 
frequency reference. 

The Z-blank signal from the HP 3326A causes the instruments 
to start their sweeps simultaneously, with the desired frequency 
offsets. These offsets are maintained while the instruments sweep 
synchronously to produce a display ifke that shown in Fig 3. 

Ben Zariingo 

Product Marketing Engineer 
Lake Systems Instrument Division 



well-defined square waves or two pulse trains. 
■ Discrete sweep allows a sequence of rep-eatable square 
waves or pulses to be used as inputs where repetitive 
well-known frequencies are required. An example of this 
is the generation of a pseudorandom set of frequencies 
to excite a logic system. 

The HP 3326A is not limited to square waves in logic 
testing. Sine waves can be used to test comparators and 
Schmitt triggers. The HP 33.26A * an be used to test for 
amplitude- modulat ion-to-phase-mod ulati on conversion and 
hysteresis. Discrete sweep can be used to characterize the 
delay and response time of comparators. 



Communications Testing 

The combination of two sources and the ability to cali- 
brate amplitude, phase, and modulation allow the testing 
and simulation of a large variety of communicat ion devices. 

In the world of low-cost instrumentation, the user's ex- 
pectation for modulation capability of instruments de- 
mands that the modulation port be available, and that some 
nominal full-scale input sensitivity and bandwidth be 
specified, The HP 3326A, with its calibrated amplitude 
and phase modulation, offers modulation functions whose 
Specifications are exceeded only by extremely expensive 
test equipment. Not only is the accuracy exceptional, but 
the resolution, frequency flexibility, and remote control 
capability of modulation in the HP 3326A make this instru- 
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Fig, 2. Connections for four-phase calibration below 1 kHz, 
showing the additional equipment needed. 

men! stand out in high-quality systems applications, 

The combiner provides the stimulus for intermodulation 
tests, and when one or both channels are sweeping , it also 
provides imequaled ability to look at real-time inlermodu- 
lation distortion products (see box, page 20). For phase 
jitter testing through the use of two tones, the HP 3326A 
can provide calibrated sine waves with a known amount 
of phase jitter. In this case [two combined tones} the signal 
also contains a modulation component, unlike the constant 
amplitude of the phase modulated signal. 

The combination of linked sweep, phase calibration, and 
various output functions can allow previously unavailable 
mixer and phase detector lestinjA in noncontmller environ- 
ments. When both channel synthesizers are sweeping in 
the same direction, phase repeatability and single- point 
accuracy are maintained, Standard sweep with marker is 
available for conventional filter testing. Discrete sweep al- 
lows real-lime settling-time measurements of filters. 
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Fig. 3, HP 3326 A simplifies the testing of phase-locked loops 
and control loops. Shown here is a setup for frequency and 
phase response measurements. 

Control Loop Testing 

Although applications in testing of control loops and 
phase-locked loops have existed a long time, the HP 3326A 
brings simplicity of operation to these measurements. This 
is because the HP 33 26 A can generate tw r o different outputs 
whose phase can be calibrated and offset. Referring to Fig. 
3, this allows the demodulator #2 signal to be generated 
and set up with a minimim of effort. The use of the HP 
3 5 77 A Network Analyzer 1 as a detector allows both the 
amplitude and the phase of the loop to be measured. 
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Synthesizer Firmware for User Interface 
and Instrument Control 



by David A. Bartle and Katherine F. Potter 



INSTRUMENT FIRMWARE [software m nind-nnh mem- 
ory) performs three major functions in the HP 3 326 A 
Two-Chan nel Synthesizer. First, it implements the user 
interface presented by the front panel and the HP-IB [IEEE 
48 8 1 remole control bus. Second, it provides all of the con- 
trol algorithms and Signals for the internal circuitry. Third, 
it enhances the instrument's performance with extensive 



self-calibration and self-test capabilities. 

Running this firmware is a 6HB09 H-hil microprocessor 
with 64K of address space apportioned as follows: 58K in 
ROM 4K in RAM (including 2K of nonvolatile RAM), and 
2K for I/Oh The primary language used for the firmware is 
Pascal iidaptod for use in an instrument control environ- 
ment, Approximately 92% of the firmware (1 1 ,475 lines of 
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source code) is written in Pascal and the remaining 8% is 
written in Hssernbly language. 

Design Philosophy 

The most important objective for development of the 
firmware was to implement a friendly and reliable user 
interface at the front panel and the Interface bus (HP-EBj. 
Second, during the product development! H was crucial to 
support the hardware development effort with firmware 
for control of individual circuit boards, system integration, 
and testing. Third, completing the firmware in a timely 
fashion with no known errors (bugs) was important. 

The firmware design task was broken into a sequence of 
design steps, using the concepts of structured software de- 
sign, 1 The initial task was the generation of a document 
III. tiling the proposed instrument feature set and operation 
from a user's point of view. This document was used as a 
design guide for the firmware development. It clarified the 
instrument's proposed operation to everyone involved in 
the instrument development effort. This document was 
carefully maintained to ensure an accurate, current picture 
of the intended instrument operation. 

Next, a software architecture was proposed and ex- 
pn-ssed graphically as a hierarchy chart/ The modules in 
the hierarchy char! were defined by their logical function 
and data use. Architecture walkthroughs were conducted 
to refine the architecture and to ensure that it fit the needs 
of the definition. 

With the architecture designed t the internal structures 
of individual modules in the hierarchy were defined and 
designed in a top-down older: the highest-level module 
was designed first, then the next -highest-level module, and 
SO oil Each module was further decomposed into proce- 
dures [and/or functions) supporting the defined function 
of the module. The internal logic of each procedure was 
designed using the pseudocode technique. 3 Complete mod' 
ules were subjected to a design review. 

Finally, Pascal source code was generated for the proce- 
dures contained in each module, again in a top-down order. 
If possible, modules were individually tested as the source 
code generation was completed, Module integration and 
testing began with the completion of the core of the ar- 
chitecture, which included the EXECUTIVE. KEY. HP-IB, COM- 
MAND BUILDER, DISPLAY, and EXECUTE modules (see 



firmware block diagram. Fig. 1). Other modules were ini- 
tially implemented as dummy or do-nothing modules. 

Firmware testing was performed both manually and by 
software designed for testing the HP 3326A firmware. 4 This 
soft wan* package i^ written in HA SIC nr id run^ on .in IIP 
Series ZOO Computer, which controls the HP 3326A via the 
HP-IB, It is designed to test the entire user Usterhn:r .is well 
as parameter limits , command syntax, error conditions, 
and bus reliability. 

Compiler 

In addition to a viable design philosophy and plan for a 
large firmware development effort, it is important to have 
appropriate tools to support the design effort. A Pascal 
compiler was developed for the G8B09 microprocessor- 
This compiler runs on an HP 9000 Series 200 Computer, 
Several special compiler features are included to expedite 
the development task, Compilation of individual modules 
allows designers to work in parallel and reduces compiler 
overhead time. Floating-point math capability simplifies 
amplitude control ami calibration algorithms. Binary- 
cuded decimal (BCD) math supports the necessary dynamic 
range for frequency entry and control (1 microhertz to 13 
MHz is 14 decades). A first in, first out [FIFO) buffer data 
structure, referred to as the message queue, allows easier 
implementation of communication between the EXECUTtVE. 
the real-time processes, and various modules. 

Design Implementation 

The main program, the EXECUTIVE, is responsible for in- 
itializing the instrument at power-on, processing inputs 
and events from other processes, responding to program- 
ming errors, checking the hardware fault register for 
hardware errors, and ensuring orderly state changes in the 
hardware, 

The INITIALIZE module is used by the EXECUTIVE to per- 
form ail power-on hardw T are and software initialization and 
to set up the instrument state (frequency, amplitudes, etc). 
After programming the initial instrument state. INITIALIZE 
performs a self-test and an instrument calibration. 

The remaining portion of the EXECUTIVE is a loop which 
checks through an ordered list of potential activities for 
the one that has requested processing. This ordering causes 
each input to be completely processed before the next input 
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is handled. 

Several interrupt processes interact with the EXECUTIVE. 
These are the HP-IB input process, the keyboard input pro- 
cess, and indirectly, the sweep process and the external 
trigger process, The communication between each of these 
and the EXECUTIVE is controlled by a special buffer, called 
a message queue, These queues provide synchronized ex- 
change of data between interrupt modules and the EXECU- 
TIVE to prevent interaction problems. 

When a key is pressed or an HP-IB character is sent, the 
input is placed in a message queue. The EXECUTIVE recog- 
nizes the input and sends it T with the necessary input his- 
tory, to the KEY or HP-IB module. These modules use the 
BUILD COMMAND module to return the updated input history 
and a complete or partial command. An entry state machine 
keeps track of the status of the input process. 

When a complete command is generated, the EXECUTIVE 
sends it to the COMMAND INTERPRETER where the command 
is checked for programming errors. If there are no errors, 
a list of tasks used In implement the command is placed 
in a task message queue. Otherwise, an error is reported. 
When the EXECUTIVE finds a task in the task message queue* 
it calls on EXECUTE to perform that task. 

If there is an error, the EXECUTIVE sends it to the ERROR 
HANDLER, which reports the error via the HP- IB status regis- 
ter and/or displays it and starts an error timer. When the 
timeout occurs, the ERROR HANDLER is called again by the 
EXECUTIVE tn replace the error message with the previous 
display. 

Calibration Firmware 

HP 3326 A performance is enhanced by extensive self- 
calibration, The output signal dc offset, amplitude, and 
phase are measured close to tin* output connectors. These 
measurements are used hy the calibration firmware to mod- 
ify the algorithms controlling those parameters I" improve 
their accuracy. The HP 3 3 26 A calibrates signal amplitude, 




Programmed Amplitude 



Fig. 2 + For afl ideal amplitude control system* the output 
amplitude equals the programmed amplitude (solid line) For 
a real system, the response (dashed line) differs from the 
.■■• The HP 3326A firmware measures two points on the 
actual response curve, computes the slope and intercept. 
and corrects for system errors 



dc offset, phase, internal amplitude modulation, and inter- 
nal phase modulation. Undesirable phase shift caused by 
level control circuitry and attenuators is also compensated. 
A [together, the HP 3326A uses 24 calibration correction 
factors. 

Amplitude Calibration 

The amplitude control for the HP 3326A consists of a 

DA decontrolled dc signal modulating the level of a 20* MHz 

signal. This gives a 10-dB range of amplitude control with 

0.01-dB resolution. Fixed attenuation of up to 70 dB can 

programmed by combining lu\ 20, and 40-dB pads. 

For an ideal amplitude control system, the output 
amplitude equals the programmed output amplitude, as 
shown by the solid line in Fig. 2. For an actual system, 
gain and loss variations, DAC offset, gain errors, and other 
factors yield an amplitude response described by the 
dashed curve in Fig. 2, The calibration firmware measures 
the actual response and corrects the input to the DAC { digital - 
to-analog converter) so that the actual response is mapped 
more closely into an ideal response. Two points on the 
actual response (dashed line in Fig. 2) are measured and 
used to compute the slope m and the Y-axis intercept b> 
These are used to compute corrections for any programmed 
amplitude. 

The HP 3326A calibrates the peak amplitude of each 
channel for the sine and square functions. This includes 
computation of slope and offset corrections for each func- 
tion, for a total of four calibration correction factors for 
each channel. 

DC Offset Calibration 

The ih. offset of eai h channel is calibrated \>\ computing 
a gain fiiin « orrecton for each channel. Unlike ac amplitude 
calibration, there is only one dc gain correction to be com- 
puted for each channel because there is only one signal 
path from thedc control circuitry to the output, How ever t 
the ac signal paths contribute unwanted dc offsets that 
must be compensated by the dc control circuitry, and there- 
fore several offset correction values are computed, for a total 
of six dc offset calibration correction factors per channel. 

Phase Calibration 

The HP 3 3 26 A performs three types of phase calibration: 
internal, external, and multiphase. Internal phase calibra- 
tion calibrates the phase of Channel B with respect to Chan- 
nel A al the out [nit connectors on the front panel. External 
phase calibration calibrates the phase of Channel H with 
respect to Channel A at the external calibration connectors 
on the rear panel. Multiphase calibration calibrates the 
phase of Channel A with respect to another HP 3 3 26 A 
reference signal at the external phase calibration connec- 
tors on the rear panel. 

Internal Amplitude Modulation Calibration 

Internal AM (Channel B modulating Channel A) is cali- 
brated by measuring the peak of the modulation envelope 
and comparing it to the expected value, A calibration cor- 
rection factor, which is the ratio of the expected value to 
the measured value, is then applied to the programmed 
amplitude of the modulating signal. Channel B, 
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Internal Phase Modulation Calibration 

A phase modulation constant in degrees per volt is cal- 
culated for Channel A by measuring its phase shift when 
a dc phase modulation reference is applied. This constant 
is then used in programming the amplitude of Channel B 
when it is used as the internal phase modulation source 
for Channel A. 

Modulator Phase Correction 

The sine modulator exhibits a side effect of a phase 
change when the modulator level is changed. The phase 
shift of each modulator Is measured at 10 dB below lull 
scale. This measured phase shift is used as an end point 
of a predetermined modulator phase- versus-level response 
curve. The phase error at various modulator levels is cor- 
rected by applying an opposing phase shift whose mag- 
nitude is determined from this curve. The modulator phase 
shift is corrected as amplitude is changed. No attempt is 
made to compensate for the square modulator. 

Attenuator Phase Shift Correction 

The attenuators used for level control exhibit a fairly 
linear phase shift as a function of frequency. Compensation 
for this phase error is achieved by applying an opposing 
phase shift whose magnitude is determined by linearly 
interpolating average attenuator phase shift values mea- 
sured at 13 MHz. A value is permanently stored for each 
range [0 to 70 dB of attenuation). Each value represents 
the combination of one or more attenuators. Whenever an 
attenuator is changed for either channel or a phase calibra- 
tion is performed, a new phase correction value is com- 
puted and applied to Channel b\ This correction is only 
applied in the two-phase and pulse modes. 

Sweep Control Firmware 

The sweep control firmware is responsible for starting, 
controlling, and stopping sweeps, for generating markers, 
/-blank and X-drive outputs, and for responding to external 
triggers. Once the sweep has started, the firmware is inter- 
rupt-d riven. The sweep firmware can write commands to 
both of the HP 3326 A 's fractional-N frequency synthesizers 
simultaneously to provide synchronous sweep starts and 
to increase discrete sweep dwell time accuracy, 

Sweep programming is table-driven. When the sweep is 
reset, all the critical internal frequencies (start, stop, rate, 
and markers) are calculated for both the sweep and the 
retrace. These values are placed in a table indexed by the 
sweep state. The main fractional-N synthesizer generates 
an interrupt at each critical frequency to reactivate the 
sweep process. At each such interrupt, the sweep state 
machine reprograms the fractional-N frequency synthe- 
sizers with values from the table and advances lo the next 
state. 

Each sweep type — ramp, triangle, and discrete — has a 
different state machine. Ramp sweep, for example, cycles 
through the following states: sweep from start to marker, 
sweep from marker to stop, retrace from stop to start It 
there is no marker, then ramp sweep alternates between 
sweep from start to stop and retrace from stop to start. 

Synchronous sweep start of both the Channel A and 
Channel B outputs is possible with a combination of 



hardware and firmware. The hardware provides the capa- 
bility to send instructions to both fractional-N synthesizers 
simultaneously. To start the sweep synchronously, the 
firmware enables this synchronous loading, preloads the 
start sweep instruction, and at the appropriate time T loads 
the instruction to both channels. Because both synthesizers 
axe operating with the same reference clock, thei r responses 
are synchronous. 

The discrete sweep firmware also takes advantage of syn- 
i limnous loading. After programming each frequency step, 
the firmware prepares for the next step by preloading the 
Channel A and Channel B frequency values. Then the syn- 
chronous instruction loading is enabled and the frequency- 
to-output instruction is preloaded. When the dwell time 
has passed ( the frequency-to-output instruction is im- 
mediately executed by both the Channel A and Channel B 
fractional-N frequency synthesizers, This overlapping of 
programming and simultaneous frequency changing allows 
the duration of discrete sweep elements to be very close 
to the user-programmed dwell time. 

HP-IB Operation 

The HP 3326A has two different modes of HP-IB data 
transfer, buffered and nonbuffered. In the buffered mode, 
each character transferred over the bus is p laced in a buffer, 
and another character can be transferred immediately. Con- 
trol is not returned to the EXECUTIVE until the buffer is full 
or no more data transfer is attempted by the controller. In 
the nonbuffered mode, after each character is transferred, 
control is returned to the EXECUTIVE and further processing 
may occur. The buffered transfer has the advantage of 
minimizing the data transfer time between a controller and 
the HP 3326A: this is useful if several instruments are being 
controlled simultaneously, as in an automatic test system 
environment. 
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A High-Level Active Mixer 



by William M. Spauiding 



TO PROVIDE LOW-BAND COVERAGE, most synthe- 
sized signal sources require the use of an output 
mixer to heterodyne RF signals down to baseband. 
The HP 3326A Two-Channel Synthesizer accomplishes 
this mixing function with a high-level, active mixer d 
based on a standard Gilbert cell configuration. 1 

Mixer designs based on the Gilbert cell configuration 
shown in Fig. I have been used for many years in both 
discrete and monolithic forms. Like diode mixers, these 
circuits have performance limitations, particularly in the 
area of balance. Active approaches also introduce excess 
noise, primarily because of base circuit resistances^' 3 How- 
ever, when noise considerations are created appropriately, 
active designs have some very distinct advanta^; 

One advantage is conversion gain. Mixers distribute the 
input power among several frequencies. As a result, the 
level of the desired sideband [usually the lower sideband 
in a source | is 7 to 10 dB below the RF input port level; 
this is conversion loss. Active devices amplify these signals 
during the mixing process. Conversion gain in an active 
mixer is limited by the impedance levels (noise and filter- 
ing constraints) at the collectors of the output transistors, 
and by the amount of local feedback used for linearization 
of the low -level differential pair. Gains of dB are readily 
achieved, resuming in an overall sideband level improve- 
ment of as much as 16 dB over a diode mixer. 

Another advantage of active designs is that LO port levels 
can be lower than those in a diode mixer. Active bipolar 
differential pairs can he fully switched with signal levels 
of approximately 100 millivolts peak-to-peak across the 
input.' 1 This corresponds to a level of approximately —10 
dlirn. Even if the bases are overdriven by 6 dB, LO amplifi- 
• ation requirements are eased by as much as 20 dB. For a 
fixed port balance, feedthrough of LO power to the output 



Port 




is similarly reduced, 

:iird advantage is that ac. tive mixers isolate refle 
power, which is always a problem in diode mixers. With 
a current-source-driven resistive structure at the IF port of 
an active mixer, the source match can be very good. The 
filter reflections are terminated in these resistors, and little 
energy is reflected back into the active devices or int 
filter to be rere fleeted. 

For these reasons, and because the frequency scheme of 
the HP 332 6 A Two-Channel Synthesizer is well -suited to 
an active approach, an active mixer was selected for the 
instrument. 

Theoretical Considerations 

In the generalized Gilbert cell multiplier shown in Fig. 
1 T mixing action results from periodically reversing the 
currents in the output collectors by switching the cross- 
i oupled differential pairs at the LO rate, so the RF signal 
is multiplied by ±1 at the LO rate. Fig. 2 shows a circuit 
diagram and a simplified representation of a doubly bal- 
anced diode mixer. The action of the LO-driven diodes is 
an alternate connection of ground (from the center tap of 
the LO transformer) to opposite ends of the RF transformer 
T2. Current in the RF transformer is reversed at the LO 
rate, and the RF signal is multiplied by ±1* 

in the idealized case for either mixer, for a perfect LO 
square wave and no dc offset on the RF signal, the fol lowing 
mathematical analysis applies, For an LO square wave of 
unity amplitude and no dc; offset: 



Local 
Oscillator 
( + 10 to +20dBm) 
\ , Matched Diodes 



IF 

Port 
(-27 to -47dBm) 



(a) 



00 




Fig. 1. Basic Gilbert cell multiplier, Bias networks at* 

shown. 



Fig. 2, The classic diode ring mixer (a) and its equivalent 
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Noting thcil the Function t$ odd [ timo axis asymmetry] and 
thai Ihe d« term is znro: 
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Multiplying by a sinusoidal function of amplitude A iir , 
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Equation 4 is the time function for the mixer IF output. 
Two observations can be made from this equation. First, 
the IF signal contains no Components at the LO or RF fre- 
quencies or their harmonics for the idealized case. These 
signals have been balanced out. Second, the frequency spec- 
trum consists of sum and difference products distributed 
symmetrically about the LO frequency and its harmonics 
(Fig. 3). 

Now suppose that, as is usually the case in real mixers, 
the LO square wave is slightly asymmetrical and can be 
represented as the sum of the pulse and square waves 
shown in Fig, 4. For small asymmetry, the Fourier series 
for the pulse waveform is: 



f,Jtj * -p- -2 ^[<^»"u.t-^sinnui m t]. [5| 
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Fig. 4, An asymmetrical LO waveform can be represented 
as the sum of the square wave and pulse train shown here 
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For N harmonics, the modified LO function is the linear 
sum of equations 1 and 5: 



Combining quadrature terms and dropping negligible terms 
since nirr/T< < 1 : 
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Fig. 3. Spectrum of the mixer IF 
signal in the ideal case (linear 
seal* 
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Three results are of interest: 

1 . KF signal feedthrough appears in the mixer output. The 
RF signal is transferred to the output attenuated by the 
factor 2t t. 

2. The phase and amplitude of the odd prod tic I terms are 
modified. This is a particularly critical factor in an in- 
strument in which the phase of the IF signal is impor- 
tant, such, as the MP 3326 A or a vector analyzer. Local 
oscillator symmetry is critical to maintaining perfor- 
mance even in ideal mixers. When the LO signal is 
swept over a range of frequencies [as in a source or 
swept analyzer), variations in as\ uunelry can cause rip- 
ple in the IF signal phase and amplitude response. 
Asymmetry in fixed LO applications results in an error 
that can be calibrated out of the system. 

&« Quadrature sum and difference products appear around 
even-order LO harmonic frequencies, attenuated by the 
factor ZrtV. For many applications, the only importance 
nl ihe additional product terms Is their modification of 
Ihe desired sideband, or Ihe additional filter require- 
ments imposed hi remove them, 

Another complication in real mixers is lh.il Bia KF signal 
usually has a de offset. This corresponds In transistor base- 
emitter offset voltage for an active mixer. In the diode 
mixer, dc offset can result from either diode mismatch or 
from the output of a dc-coupled amplifier on the RF port. 
Such dc-coupled ports are often used in instruments that 
upconvert from baseband because of the physical size limi 
tations of coupling capacitors, and because of transient 
settling times associated with large coupling capacitors. 
The RF signal can be represented h. 



Multiplying by equation 2 and simplifying: 
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Thus, when the RF signal has , LO feedlhrough 

terms appear in the mixer output signal. The magn 
of the feedthrough terms can easily be (and often is) larger 
than the desired sideband term, 

a result of these considerations, careful attention to 
LO symmetry and to residual dt: offsets is required in any 
high-performance mixer design. 

Practical Design Considerations for the Active Mixer 

Generation of typical source output levels ( + 25 to 4-27 
fiFJmJ using a diode ring mixer requires a great deal of 
amplification between the mixer, running with an IF level 
on the order of - 20 to -40 dBrm and the output attenuator 
With as much as 60 dB of gain, signal-to-noise ratios at the 
output become severely degraded unless extreme care is 
used to design amplification with very low noise figures. 
When mixing frequencies lie well below the cutoff frequen- 
cies |f T ] of the devices, well-designed active mixers can 
help ease output circuit gain requirements. 
Drive configuration- Referring to Fig, 1. there are two obvi- 
ous choices for driving the LO and RF ports of the active 
mixer. Single-ended drive could be used by (ac] grounding 
one side of the respective differential pairs and connecting 
the other to Ihe signal. Balanced drive generally requires 
additional circuitry [i e ■ transformers or differential 
amplifiers I 

If single-ended signals are used, a voltage approximately 
r\ j i ial to half the input level appears at the emitter junctions. 
Finite and nonlinear current source output impedances 
result in potentially large and harmonic-rich common 
mode signals, It has been our experience that any extra 
i in u i try required for balanced drive pays for itself by keep- 
ing these emitter points at virtual ground, thereby 'minimiz- 
ing common mode signal generation. 
Gain control and linearization. Parameter match in active 
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devices is always less than perfect. The use of local feed- 
back in the form of emitter degeneration in the RF pair 
accomplishes both linearization of the devices and , once 
II ; port collector impedances have been selected , provides 
control of overall conversion gain. 

Any harmonic dislortion generated by the RF pair is 
translated directly to harmonic distortion In the IF signal, 
Linearization ol the HP pair is extremely important in the; 
HP 3&2&A Two-Channel Synthesizer because of its specili- 
calion of -ftU dBc for harmonic distortion through audio 
frequencies. 

Estimation of distortion levels. A practical approach to 
estimation of distortion levels has been developed over the 
years. The technique is based on peak variations in the 
valu-e pi r, of the transistor. It is based on the familiar 
equation: 



26 



for I F in milliamperes. 



Km ,\ biris i urrenl level of 10 mA, there is approximately 
2MLI cif dynamic emitter resistance, Assuming that the 
maximum signal current of one miilhmipere peak is used, 
the variation of r CH is: 



Aj, 
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Each side of the differential pair experiences an excur- 
sion of 0.5fi under signal conditions (one side goes up 
0,2511. and one goes down 0,2511 J, Assume that the devices 
that make up the differential pair are matched within 1%, 
that is. the maximum difference in the resistance variation 
between devices (Ar^) is 0.005fl. The change in total resis- 
tance in the emitter circuit under signal conditions is, there- 
fore, 0.0051L The dislortion can be estimated as follows: 



|D| = 20 log |£ 



where R E is the total emitter resistance. 

If a value for R E of 10012 is used, one might expect to 
see distortion products at approximately -86 dBc. No in- 
sight is provided as to the distribution of the harmonic 
energy. Although this method probably does not satisfy 
the purist, we have found it to be a reasonably effective 
predictor for small nonlineariUes. 

Common mode suppression and overall balance. Try as 
one might to avoid them, common mode currents seem to 
show up in every design. Common mode products would 
be of no concern except for mechanisms that perform com- 
mon-mode-lo-differentiat conversions. Thhise conversion 
mechanisms are usually highly nonlinear, resulting in rein- 
sertion of harmonic energy. Several measures can be in- 
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voked to reduce the effect of common mode signal- 
'Mixer Implementation" belov 

Local oscillator rise time* Fig. 5 illustrates Ihe effect that 
dc offset in switches (diode match in the ring mixer or Y Bt 
match in the active mixer) has on apparent LO symmetry. 
For purposes of illustration it is assumed that the switch 
changes state at the A shown by the dashed 

line. Even though the zero crossings are symmetrical in 
the LO signal, switch toggling at the dc offset level results 
in an equivalent LO waveform that is highly asymmetrical. 
From inspection it is obvious that as the LO rise time ap- 
proaches zero, the dc offset no longer alters the times at 
which the switches change state, and symmetry is preserved. 

Switch devices are often nonlinear as they change state/ 
If rise times are short, the influence of these nonlinear 
transit tuns is reduced, since less time is spent in transition 
With respect to the period. 

For frequencies at which limiter amplifiers can be im- 
plemented effectively, rise time reduction should be pur- 
sued, At higher frequencies, where the LO port is driven 
with a sinusoid, increasing LO power has the effect of 
reducing the time from LO zero crossing to switch state 
change- 
Mixer Implementation 

Fig. B shows the schematic diagram of the active mixer 
in the HP 3326A. Balanced drive is used on both ports as 
the first measure to ensure balance and reduction of com- 
mon mode problems. 

Variable resistor R n is used to adjust the balance of the 
linear pair (Qs and Q6L Because overall circuit balance, 
as indicated by minimum KK feedthrough in the IF signal, 
does not necessarily occur at equal dc collector currents 
in Q5 and Q6. capacitors CI and C2 are introduced to 
prevent a corresponding unbalance in Ihe bias currents of 
the LO switches (Q1-Q4). By not disturbing the switch bias, 
a reduction in 2f RF - f Lf) spurious products of as much as 
20 dB is achieved. Noting the frequency scheme, this spuri- 
ous product lies in -band for LO frequencies greater than 
27 MHz (output frequencies greater than 7 MHz). The final 
measure against common mode signals is the inclusion of 
balun T2. 

Differential gain is set (approximately) by the ratio oi the 
sum of the output collector resistors (Rt :i + R^,) to the 
emitter resistance [2r fr + 2R E + R B ). The 500(1 resistors 
represent a reasonable maximum value for the combination 
of gain, noise, and filter realizability. 

Transistors Ql and Q2, Q3 and Q4, and Q5 and Q6 are 
matched RF devices with typical f T of 1,5 GHz, They are 



provided with maximum ifications and guaran- 

teed p match of B(W 

Performance 

The following performance is achieved in the HP 332BA*s 
active mixer. 

Frequency Scheme 

LO input: 21) \1H AHz 

RF input: 20 MHz fixed-frequency, level -con trolled 
IF output: dc to 13 MHz, differential signal 
Harmonic Distortion (typical) 

Ail harmonics below - 90 dBc., dc to I MHz at 

mixer collectors 
Harmonics below -76 dBc to 13 MHz 
Ultimate performance limited by differential-to- 
single-ended converter 
Spurious Responses (typical! 

All spurious products (notably 2f RF - f| A) \ 

better than -90 dBc 
Ultimate overall performance limited by output 
frequency reinsertion into the mixer, primarily 
output amplifier current pulses on power supplies 
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Automated Test Data Collection for IC 
Manufacturing 

Collecting, storing, and analyzing data from a variety of test 
equipment and CPUs that use different formats, languages, 
and protocols is made possible by this software product 
for HP's Semiconductor Productivity Network. 

by Reed (. White 



UNLIKE MOST OTMEK manufacturing operations, 
where the quality of a product can be checked at 
each step, the ultimate success of a manufacturing 
run of integrated circuits can only be determined by testing 
each die on a wafer at the enti of Ihe fabrication process, 
Consequently, IC fabrication areas devote a major propor- 
tion of their resources to keeping each parameter of the 
process at its specified value. IF this objective is met, the 
process is said to be stable, or in control. If the appropriate 
parameters are always controlled within properly selected 
limits, a predictably percentage (or yield) of good ICs will 
be fabricated. 

Unfortunately, this is not a simple task. Determining 
which parameters to monitor and setting cost- effective con- 
trol limits are major tasks. Once the control parameters tiave 
been established, measurements and tests can create data 
volumes in the order of one to ten mil Hon values per week. 
Process engineers cannot effectively analyze data deluges 
of this magnitude without the help of computers. 

The need for global (process through test] analysis caused 
IC manufacturers to be among the first users to require 
integration of varied software systems, In some cases, an 
increase in yield of only a few percent can increase yearly 
profit substantially. With this kind of leverage, IC process 
engineers easily justified the purchase of computers to 
facilitate global analysis. 

Soon, manufacturers discovered the difficulty of cou- 
pling different computer systems and software packages. 
The application programs on their new computers would 
not talk to one another! Incompatibilities existed with hard- 
ware, protocol, CPU data representation, and application 
program data formats. Even with newly purchased com- 
puter systems, IC manufacturers still found it impossible 
to do comprehensive global data analysis, 

HP'S Semiconductor Productivity Network (SPN) prod- 
ucts solve many of these problems (see Fig, 1]. SPN is a 
large system of integrated software modules for the manage- 
ment of an IC manufacturing environment. Since its intro- 
duction several years ago t it has become widely used by 
IC manufacturers. The core module, IC-10. tracks wafers 
through the manufacturing process and provides status and 
performance reports, CA-10 is the accounting package. PL- 
10 provides a means for advance production planning, EN- 
10 allows engineering data to be collected manually. EA-10 
provides a data base for manufacturing and engineering 



data and a number of sophisticated data analysis tools (see 
box on page 32). All of these modules operate on an HP 
3000 Computer System, 

The first SPN product to operate on two different CPUs 
was PC-10, the process automation module discussed in 
last month's issue.* PC-10 is lightly coupled to IC-10 on 
the HP 3000. It uses HP 1000 Computers to provide real- 
time interfaces to automatic processing equipment. 

The TC-1 Tester Collection System described here cou- 
ples tester data to SPN's EA-10 global engineering data 
analysis system and provides hooks for connecting to other 
analysis systems (Fig. 2). Since most IC testers are currently 
based on non-HP equipment, the IC-10 development team 
had to develop a spectrum of communications-related tools 
to allow portions of the product to be ported to any CPU. 
This generic set of tools is called NEXUS. 

History of TC-1 

Work on TC-10 began at Hewlett-Packard's largest inte- 
grated circuit manufacturing facility, one of the world's 
most automated. Numerous types of computers and appli- 
cation systems were being coupled. Analysis showed that 
only 10% of the programmers' time was being spent on 
solving the data processing problem, because 90% of their 
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time was spent on devising ways to couple dissimilar sys- 
tems. It became clear that programmer productiviiy could 
increase significantly if a generic solution to coupling could 
be found. The result was a prototype version of HP's Data 
Transport Standard [DTS), which defines a data language 
and its software. 

The concept of a common data language seemed obvious 
to the designers at that time. Less obvious was the discovery 
that a carefully designed data language allows large com- 
plex networks of application programs to be relatively toJ- 
! to change. Since the extreme cost of change has al- 
ways been one of data processing's major problems, tins 
has proven to be a most valuable discovery. The benefit is 
not unlike the same advantage discovered years ago with 
standard high-level programming languages, and more re- 
cently with standard hardware buses such as IEEE 802 and 
IEEE 488. 

Later, HP's new Manufacturing Productivity Division 
brought together engineers representing seven of HP's IC 
manufacturing facilities. The fabrication areas ranged in 
diversity from HP's highest- volume shop in Corvallis, Ore- 
gore to the R&D laboratories in Palo Alto. California. The 
engineers' task was to define the ultimate test area network: 
not just to define a local area test network, but to specify 
a fully integrated solution. Since data acquisition and 
analysis were considered to be of highest priority, this area 
received immediate attention, 

About the same time. Hewlett-Packard purchased Soft- 
ware Management Corporation, the creators of an inte- 
grated software package lor use in IC manufacturing envi- 
ronments. With this acquisition, HP gained a foundation 
on which lo build. The package included an engineering 
analysis system, EA-IO. Shortly thereafter, work began on 
TC-10, the software that would move test results I mm dif- 
ferent types of test equipment lo K/Virx 

The problem was complex. Numerous types of HP and 
non-HP com [niters could be members of I he same network, 
At the hardware and system levels, data communications 
between CPUs of different manufacture is. at best, difficult, 
Numbers and text are represented differently on different 
machines, File systems are often incompatible. At the ap- 
plieation level, each tester uses a different scheme for en- 
coding data To he useful, many TC-10 utilities would need 
to function on any testing system* and be callable from any 



of the following languages: assembly language. Ada*. 
BASIC. C. COBOL, Fortran, and PascaL 

To keep the project manageable, and to avoid Ihe mistake 
of intermingling application solutions with datacom solu- 
tions, the project was divided into two parts; the NEXUS 
software tools and TC-10, 

The software tools portion dealt with generic communi- 
cations issues, such as "How does one enable different 
application programs, coded in different programming lan- 
guages, on different machines, with different operating sys- 
tems* to communicate?" It soon became clear that the de- 
sign and implementation of a data language would be the 
design team's first contribution. Fortunately, a general -pur- 
pose data language had been in use since 1980 at HP's 
Corvallis IC manufacturing facility. The NEXUS team was 
able to use the experience gained from this early prototype 
to design a commercially viable product. Meanwhile, en- 
gineers on the TC-lt) half of the project were developing 
the application-specific portion of the solution, dealing 
with such issues as transaction design and data base ar- 
chitecture. Like the NEXUS team, TC-lu designers also 
benefited from experience. Project members had previously 
designed a [id coded custom interfaces for applications 
ranging from test areas lo facility- wide engineering data 
bases. Armed with their practical experience and wish list* 
from the seven HP IC plants, they worked with the NEXUS 
engineers and HP's Semiconductor Productivity Network 
groups to design a unified solution. 

Product Development Strategy 

TC-10 was being designed to be interfaced easily to a 
tester of any manufacture. II became clear that Ihis difficult 
objective could be achieved by the development of suitable 
data standards, and by total Commitment to an open system 
philosophy. Data languages of sufficient versatility did not 
exist at Ihe time, and no industry-wide test result standards 
were in use, Since these were needed for the foundation 
of the product, it was decided that an inveslinent in de- 
wlopin.i; .i high quality solution w.mM be fustified 

In keeping with modern design methodology, and lo 
maintain compatibility with the ISO open system intercon- 
nect (OS!) model (Fig, 3), software architecture should be 
cleanly layered* The software design project also was split 

"Ada 65 a registered trademark of ihe US. govemmenl [Ada loini Program l 
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EA-10 Data Analysis System 



EA- 1 consists of two parts' a data base for storing engineering 
and manufacturing information, and tools tor extracting and 
analyzing the information. 

The data base receives information from tne IC production 
areas via EN- 10. \\ receives data from 3C test areas via TC-10 
The design of EA-10 allows data from the fC fabrication and test 
areas to be correlated 

Data is extracted from the EA-10 data base with the aid of 
LEA, the Language for Engineering Analysis, Using LEA, a user 
can extract data of interest and move it to a flat-fife The Hat-file 
facilitates the formatting of the data for input to a package of 
engineering analysis tools. 

The analysis tools can report results in tabular form; perform 
statistical analysis, and produce graphic results. When used to- 
gether, these tools enable engineers to concentrate their attention 
on process problem solving, rather than on the routine mechanics 
of data manipulatron and statistics. 



into two parts; NEXUS and TC-10, The NEXUS portion 
reel generic functions such as the DTS data language 
and communication tools designed to aid users in connect- 
ing and programming new equipment for use in SPN. TC-10 
covered the appllcatiun-specifh tester-related functions. 

The NEXUS software tools were built with a serious com- 
mitment to having no bugs. (After 16 months of use f at the 
time of this writing, these tools still have zero bugs.) This 
was achieved by built-in self -tests, and by automated test- 
ing methodology. (This care also minimized the bug count 
in the TC-10 application code.) 

Since testers are based upon a wide variety of CPUs, the 
code is written in ANSI Standard Pascal and structured for 
portability- To facilitate portability, source code is pro- 



vided, along with a suite of validation programs to verify 
proper functionality. Adherence to documented program- 
ming standards and extensive documentation also stream- 
line the porting process. 

NEXUS Architecture 

NEXUS, the set of general-purpose tools, can be divided 
into two major parts: the Data Transport Standard and a 
high-level P guaranteed delivery network. 

DTS defines a high-level, object-oriented lan^iia^ for 
representing numerous data types. The language is de- 
signed to permit flexible and efficient movement or storage 
of any type of data across any type of communications link, 
through any type of File, on any computer. DTS includes 
formal format specifications and the software to perform 
encoding, changing, and decoding of DTS data records. 

Although the NEXUS networking software is in an earlier 
stage of development than UTS, its architecture may be of 
interest. It is a transaction-flow architecture, with guaran- 
teed transaction delivery. Special spool files guarantee re- 
coverabilily in the event of a system crash. Since transac- 
tions can be safely sent without waiting for acknowledg- 
ment, inoperative links or computers will not disable other 
links and computers that continue to operate. Data is routed 
according to transaction content, rather than by conven- 
tional node address, NEXUS can coexist with and use con- 
ventional networking solutions, It is well suited for loosely 
coupled applications operating in real-time manufacturing 
environments that require 100% uptime, 

DTS 

HP : s SPN Data Transport Standard t or DTS. defines a 
high-level data language that functionally falls within 
Layer ft of I fie ISO open system interconnect model, DTS 
provides a standardized means for encoding data between 
application programs written in different programming Ian- 
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guages, on different operating systems, and on different 
machines. DTS can be thought of as a software bus for 
coupling application modules, analogous to the IEEE-488 
hardware bus (HP-IB} used to couple CPUs and peripherals. 

Primary DTS design objectives were flexibility [extensi- 
bility), reliability, and speed. This resulted in a relat 
sophisticated solution that would be difficult for different 
users to implement without creating variations or dialects. 
Hence. HP supplies DTS source code, 

In the DTS language, all data is encapsulated in data 
transport records, or DTRs. They dre similar to Pascal tiw - 
aids, in that they have an identifiable type and a number 
of data fields. However, the DTR structure does not lock 
DTS to any particular programming language. Since the 
data transport records must be able to survive outside the 
protective envelope of a programming language, they are 
designed to be robust and flexible, DTRs are variable- length 
logical records that can be converted to a number of styles, 
as appropriate for the environment. For example; 

■ ASCII DTRs may be used on a link I hat can transfer only 
printable ASCII characters, 

■ Binary DTRs may be used where number conversion 
overhead is to be avoided, 

a External DTRs are in transportable form, allowing CPU- 
to-CPU communication. 

■ Internal DTRs contain data In the form most efficient for 
the CPU on which they reside. 

■ Friendly DTRs carry field identification information 
with each data field, and require no format tables. 

■ Fast DTRs have fixed format, and require the use of for- 
mat tables. They are used where high-speed random field 
access is a requirement. 

The above styles can be combined — for example, a 
friendly ASCII DTR or a friendly binary DTR. 

The general structure of a DTR is illustrated in Fig. 4a. 
Th is general structure il lustrates a DTR's four possible com- 
[Hjiients; header, format table, data, and checksum, The 
jiri'st'in r rit i>ii(.h component depends upon system needs 
and user requirements. A header is always required, but 
format tables are usually not present. A typical DTR may 
look like the one shown in Fig, 4b, 

The DTR header contains two kinds of information; data 
identifiers and style identifiers. The data identifiers 
uniquely identify the data and its format. The IDs are hierar- 
chical so thai a DTR will never get confused with DTRs in 
other subsystems, 

The style identifiers specify the style, or structural 
i baracteristics, of the DTR, Individual bits in the style bytes 
indicate structural i har.u .teristics and processing options: 
ASCII or binary, internal or external, with or without check- 
sum, friendly or fast, trace, security, encryption, write pro- 
tect, etc. 

A small percentage of DTRs may contain u Innnat table. 
The format table describes the data fields of a fixed-format, 
fast DTR. If sent, the format table will be sent with the first 
DTK in a series of DTRs. 

The i hit a i omponent contains user data in one of two 
significantly different styles: friendly or fast. In both cases, 
the data component contains fields of data. The identity 
dl each Held is implied by its relative position. This method 
of field identification U used because it is considerably 



more efficient than using a separate ID lor each field. 

The optional checksum may be used to ensure data and 
system integrity. The checksum algorithm always generates 
two printable ASCII characters. 

Since DTRs are logical records, a means must be provided 
lo keep them distinguishable from one another. For reasons 
of efficiency and flexibility users are encouraged to use 
lal DTS length descriptors to delimit DTRs, Physical 
variable-length records or text files may carry DTRs. with 
or without Length descriptors, A bundle is defined as two 
or more DTRs that are glued together in such a way that 
they will not get separated in processing. A bundle should 
be able to stand alone without the need for other DTRs to 
help define its purpose. For example, it may represent an 
update to a data base, a change in status, or a general ledger 
entry. In Fig. 5, the structure DTRs, the left and right 
parentheses at the ends, glue together a number of DTRs 
containing related data to form a transaction bundle, 

TRS 

The SPN Test Result Standard, fir TRS. defines semantics 
for general encoding of test results in an 1C manufacturing 
environment. TRS provides a standardized means for data 
I low between different types of test equipment and data 
analysis systems. TRS uses the data language or data bus 
defined by DTS. 

Data is sent in bundles of up to 2000 bytes. The intertask 
communication software is designed such that a bundle 
will never get fragmented in the course of normal operation, 
I DMimunications link failure, program abort, or system 
crash. TRS bundles are designed to be decoded easily, even 
when mixed with bundles from other testers or when resub- 
mitted in duplicate after a disaster. The DTS data transport 
record structure and bundling scheme enables test data to 
be sent across rmy communications link, through transac- 
tion-flow arch i tec tine, and through any type of file in a 
file-orienti*d architecture. 

The TRS bundles carry two major categories of test equip- 
ment information: test program parameter descriptions and 
data created during an IC test. The simplest approach 
would be to send the program information and test results 
together each time a die is tested, However, this is often 
impractical since the program information requires two to 
ten times as many bytes as the test result itself- Such inef- 
ficiency can be avoided if the program information is sent 
once before testing the first die. When the program informa- 
tion is received, it must be saved in a data base associated 
with the data analysis system. Since the analysis system 
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must also avoid the overhead of storing multiple copies of 
the same information, it too will keep a copy of the program 
information on file. 

To guarantee that data is correctly stuffed in the analysis 
data base, program and result data bundles must be logi- 
cally linked to one another A header DTR at the beginning 
of each bundle provides the required 1 i nkage. The following 
fields guarantee that the data base will always be corm \\\ 
updated: AREA, WlP_LOCATfON t LOT, TEST^CQUNT, TEST.PRO- 
GRAM, and TEST\PGM_REV1SION. These fields are defined in 
the Test Result Standard spedficai ton avail able from HP/ 1 

Program information bundles contain program detail 
DTRs after the bundle header DTR. The detail DTRs define 
the parameters for each test result. At least two fields are 
required: TESTJMUMBER and TESTJMAME, TEST.NUMBER 
identifies a test result's position within an array and is the 
key that eliminates the need to retransmit all this data with 
each test result. TEST_NAME is the alphanumeric name that 
corresponds to TEST_NUMBER. A number of other optional 
fields, such as unit of measure and limits, may be present 
in the detail DTR. 

Test result bundles carry ihe actual lest results, A bundle 
header DTR is required at the beginning to identify and 
link the data to Ms previously sent program Information. 
One or more lest res id t DTRs follow. These contain the 1C 
wafer identification and the test location on the wafer, 
followed by arrays of test result values or bin counts. Thj8 
Itsl result's position in the array corresponds to the TEST 
NUMBER previously sent with I he program in lor mat ion. 
Wafer m ^P and composite Haap DTRs are also defined in 
the TRS specification, 

Formatting Data 

One of Ihe First questions aTC-10 user may ask is, " Where 
should we format the data? At I he lester, at the data reduc- 
tion nodes, or at the data analysis systems?" The answer 
is that the data formatting can be done anywhere. At first, 
the user may choose to do all conversions on the HP 3000 
Computer. However, for the following reasons, most users 
eventually choose to create formats at or closer to the tester 
node: 

■ Tester results are not yet standardized. Everv manufac- 
ture* uses a different technique, TRS is a general solution 
to this problem. 

■ Tes! equipment log data is generally not optimized for 
communications or for updating global analysis data 
bases. TRS and DTS are. 

■ TRS and DTS routines are designed to be portable. In 
most cases* no portable code exists for decoding test 
equipment log files, 

■ The software for the conversion only has to be written 
once, at the test system. Otherwise, conversions would 
have to occur all over the network. 

■ Programmers can do a better job on machines with which 
they are familiar, When a test engineer adds a new test 
system to the network, the engineer is able to do a better 
job in a more timely manner at the test system. 

■ If more than one data standard is being used, it is some- 
times difficult to identify which standard is being re- 
ceived. 

■ Analysis systems are bottlenecks for data flow. It is not 



wise to burden data reduction nodes and analysis sys- 
tems with the additional overhead ol data conversions. 

■ Existing lest equipment log files lack vital work- in -pro- 
cess fVVlP) tracking information required tor global analy- 
sis of in- process and test data. It is easier to get this 
information at the test system, 

■ Although the network may start as several lines to an 
HP 3000 Computer, it will likely evolve to include data 
reduction nodes and numerous work stations, One data 
standard is the only manageable solution in a complex 
environment, 

Having made the derision as In where the standard TRS 
formats will be created, the next step is to port the software. 
The average time required for an engineer to port and test 
the formatting soil ware using I he subroutines included in 
the NEXUS tool sel has been about one week. Writing the 
user program I bat converts I he lest equipment tog files to 
TRS transactions lakes somewhat longer. This may involve 
simple array operations, additional user screens, arid even- 
lually passing the data lo a TC-10 formatting routine. Al- 
though time can vary depending upon the complexity of 
the problem, documentation on the test equipment, and 
knowledge of the engineer, one month of development time 
is typical. 

Transporting Data 

The DTS portion of the NEXUS tool sel is designed to 
encode data so that it can be handled by many different 
CPUs or communication links, DTS routines can cope with 
real numbers represented differently, swapped bytes, 
ASCII-only links and files, fixed-length records, and vari- 
able-length records, to name a few common problem areas. 
Although DTS formatting provides a form lhal is easy to 
Communicate reliably, DTS routines do oot actively move 
data from one place to another. 

Other portions of the tool set deal more directly with 
movement of data, The architecture is optimised for mov- 
ing transactions through loosely coupled systems in real- 
time manufacturing environments, NEXUS modules are 
concerned with guaranteed delivery, spooling data to pre- 
vent bottlenecks, routing transactions according to content, 
and reliable disaster recovery. The tool set philosophy en- 
courages the use of available communications links wher- 
ever possible, Still at the early stages of evolution , NEXUS 
datacom solutions are primarily a methodology, 

DTS is the first XKXt'S module lo be released as an HP 
product. For the present, it is the user's responsibility to 
move the formatted data from the lest equipment In the HP 
3000 Computer containing the TC-10 data base stuff er. So 
that users can benefit from future releases, they are encour- 
aged to build a test system network that is compatible with 
the NKXUS architecture. 

Updating the Analysts Data Base 
The TC-10 data base stuff er verifies the integrity of in- 




Fig. 5. A DTR transaction bundle 
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coming data and updates the EA-10 engineering analysis 
data base. The staffer architecture is designed to provide 
this service without degrading the response time to on-line 
computer users. Architectural components that help meet 
this objective are; 

■ Transaction flow processing using message files. This 
avoids the high overhead of file handling (repetitive 
creates, opens, closes, and purges), 

■ Stuffer modules operating at a lower priority than on- 
line, terminal-oriented tasks. 

■ Spooling with message files. This helps eliminate 
bottleneck problems. It also increases reliability and 
simplifies disaster recovery. 

■ An error correction facility that allows errors to be cor- 
rected when convenient. 

Until fully supported SPN links are available, it is the 
customer's responsibility to move the formatted data from 
the test equipment to the HP 3000 Computer System. Cur- 
rent TC-10 customers are using the following links; tape, 
DS~ 1000/3000. SECS-9836/I00G, and terminal emulator. 

Once data has arrived at the HP 3000 t the bundles of 
data are fed (via the TC RECEIVE process) to message file 
TCMSGFU the input to the TC-10 stuffer (see Fig. 6). Since 
each individual bundle contains sufficient information for 
decoding, bundles from different testers can be mixed and 
merged with one another. Consequently, the sniffer's input 
message file can be fed from a number of sources si multane- 
ously* 

The heart of ihe system is the transaction processor 
TCP100E. It reads the bundles being sent to it via the mes- 
sage file TCMSGFL First, TCP10UE checks the validity of 
each bundle. The syntax and checksums (if present) must 
be valid, or the bundle will be sent to the error file, Some 
data fields arc checked for existence on the data base. For 
example, depending upon the situation, the following 
fields may be checked for existence and validity: AREA, 
LOT. TESTCOUNT. etc. 

Bundles with potential problems are divided into two 
categories: warnings and errors, Bundles without errors are 
decoded and stuffed into the BA-10 data base. Warnings 
and errors are sent to the error status lileTCSTATFL Bundles 
thai have errors (and consequently have not been stuffed) 
an- lime-stamped and sent In the TCERRTX file, At the user's 
convenience, bundles in ihe TCERRTX file can be corrected 
by the Error Correction Facility, ECF. ECF enables the 



user to perform on-line corrections. For example, an 
operator may have entered an incorrect lot number. ECF 
allows mistakes such as this to be corrected easily. ECF 
also provides reports that aid in the error correction pro- 
cess. After bundles have been corrected, the operator may 
release them for resubmission to the transaction processor. 

Dealing with Unsynchronized Software Updates 

TC-10 must continue to evolve to provide an efficient 
solution in a rapidly expanding technological environ- 
ment. Key areas of growth are data base technology, data 
communications, new testers, and new techniques for 
analysis of test data. The older, tightly coupled, integrated 
architectures have restricted product evolution, and have 
led to unacceptably high maintenance costs. For example, 
a number of tightly coupled products must all be tested 
and released in carefully synchronized cycles, Since TC-10 
will be operating on a multiplicity of CPUs and testers, 
such synchronization of update cycles is not practical. 

TC-10 uses loosely coupled design and the NEXUS meth- 
odology to avoid the requirement for synchronized soft- 
ware updates. Each module is interfaced using fully de- 
fined transactions. Direct remote data base updates are not 
permitted. Although TC-10 is currently used primarily with 
the EA-10 data base, its design allows it to be used with 
any test system or data base. The NEXUS DTS tools allow 
variable-size data fields and the addition of new fields and 
new records, DTS allows the coexistence of old and new 
formats, eliminating the need for troublesome file-conver- 
sion programs. These features allows TC-10 modules to be 
developed relatively independently of one another. 

Growth Strategy 

TC-10 architecture has been designed far in advance of 
its current implementation. The design is based upon mod- 
ular, building-block methodology so that the product can 
he immediately useful, yet evolve to remain a versatile, 
com p rehen s i ve solution over the years, Th is st ra t egy ^ 1 lows 
customers to begin automation with released modules. 
while enabling them to incorporate new features as future 
modules are released, Risk is low since key concepts in 
the architecture have been prototyped and implemented 
in various HP manufacturing facilities. 

The DTS module was coded first since it defines the 
product's data language, the foundation of an evolutionary 
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integrated architecture. The next lugical step was to write 
software to encode, decode, and stuff TRS transactions. 
Future modules will concentrate an communications, guar- 
anteed delivery (spoolers), routing according to content, 
data reduction, and W1P tracking. 

Open System Philosophy 

An open system product is designed and documented 
to enable users and other manufacturers to integrate their 
applications. The manufacturer that commits lo providing 
an open system is effectively telling users and other man- 
ufacturers that the integral ion of equipment of any man- 
ufacture into the system is encouraged, 

TC-10 is an open system product. The key interface 
mechanism for coupling test equipment to data analysis 
packages is a layered set nf data formal standards. Docu- 
ments that fully specify TRS* and DTS 4 have been submit- 
ted to the IEEE and the Semiconductor Equipment Man- 
ufacturer's Institute (SEMI) for consideration as standards, 
and are available to the public. 

In TC-10, HP has taken the open system philosophy sev- 
eral steps beyond the normal level. First, fundamental TRS 
arid DTS source code can be purchased from Hewlett-Pack- 
ard, including the right to copy (HP Part No. 33931A). 
Second, the source code is written in ANSI Standard Pascal, 
designed for portability. 'Third, software validation pro- 
grams and test files to test the potted software are provided 
as part of the product. This minimizes risk and maximizes 
programmer productivity, since customers do not have to 
write their own TRS or DTS software. Perhaps more impor- 
tant, it helps reduce the possibility of different users spawn- 



ing incompatible dialects. 

Some testers do not support Pascal, but this docs not 
preclude the use of DTS and TRS, If syntax and semantics 
are followed according to specification, I) IS and IKS code 
can be created directly by the tisrr's program. 
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